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In this Issue: 

When we plug something into an electrical outlet we are connecting it to a voltage that 
alternates between positive and negative values 50 or 60 times per second, depending on the 
country. This voltage may be subject to random noise and to large, unpredictable, sudden 
fluctuations as the utility company supplying us with electric power experiences demand 
variations, electrical storms, equipment problems, and other disturbances. Electronic circuits 
like those in television sets, computers, stereo systems, and electronic instruments don t like 
this kind of power. They need steady, well regulated, battery-like voltages. Large distur- 
bances can disrupt or even destroy them. 
The articles in this issue deal with the problems of changing unregulated alternating voltages to regulated 
battery-like ones, and of dealing with unpredictable power anomalies. The first two articles are about the design 
of some innovative new power supplies. Power supplies are efectronic devices that convert what comes out of an 
electrical outlet to regulated voltages for other electronic devices to use. For example, there's a power supply 
inside every piece of electronic equipment. This kind of power supply should be small and as reliable as the wall 
outlet it's plugged into. The 65000 A Series Modular Power Supplies (cover and page 3) are of this type. There 
are also power supplies that provide regulated voltages to circuits outside their own cabinets. These might be 
found sitting on a lab engineer s bench or mounted in a rack as part of a computer-controlled test system. These 
supplies should be extremely well regulated, accurate, and for some applications remotely programmable 
Models 601 2A and 6024A Autoranging Power Supplies (page 11) are in this category. 

Although they are meant for different applications and represent different design approaches, both of these 
new power supply families take advantage of a new HP switching transistor called a power MOSFET (metal- 
oxide-semiconductor field-effect transistor). MOSFETs have been around for a while and their superiority over 
other kinds of transistors for many high-frequency applications is well known. However, until recently there 
weren't any with the HP device s combination of high voltage rating, fasi switching speed. Sow resistance, high 
reliability, and small chip size. The cover photograph shows where the HP power MOSFET fits in the schematic 
diagram of a 65000A Power Supply. On page 18 is an article about the new MOSFET. telling why its different 
and how its made. 

The special problems power line disturbances cause computers (in spite of their well regulated power 
supplies) are discussed in the article on page 25. This article is based on studies of typical power line conditions, 
wiring codes for buildings, computer installation procedures, and computer designs. The article should be of 
interest to anyone who owns a computer system or is considering installing one. 
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200-kHz Power FET Technology in New 
Modular Power Supplies 

These small, reliable 50-watt supplies are designed for 
OEM (original equipment manufacturer) use anywhere 
in the world. 

by Richard Myers and Robert D. Peck 



ANEW HP-DEVELOPED fast-switching power fields 
effect transistor [FET) has made possible a new 
Series of 5 G- watt printed-circuit-board power sup- 
plies that feature very small size, light weight, and dem- 
onstrated reliability of 100.000 hours mean time between 
failures (MTBF). Fig. 1 shows some of the eight models in 
the 6 5 000 A Series. They have one to six outputs in combi- 
nations of 5. 12, In, and IB volts dc. Intended for world wide 
use, the supplies operate from both 120 Vac and 240 Vac 
power lines, They are UL- recognized in the U.S.A. [UL 478 
and UL 114}. certified by CSA in Canada (USA 22.2 No. 143 
and No. 154), and are designed to meet the requirements of 
VDE in the Federal Republic of Germany (VDE 0730 Part 
2P) and IEC 348. They are brownout-proof and have remote 
shutdown terminals. 

These power supplies are designed for use by original 
equipmenl manufacturers (OEMs) in modems, flexible disc 
drives, microcomputers, and many instruments. They meet 
OEMs' usually contradictory requirements for power 
supplies. For example. OEMs want low levels of elec- 
tromagnetic interference [EMI] and conformance to safety 
regulations along with small size and weight. However, 
with most ci remit schemes, meeting domestic and interna- 
tional EMI and safety requirements means large size and 
weight to accommndale EMI suppression components and 
safety s pacings between and within components, OEMs 
also want complex system features such as remote shut- 



down and over voltage. overcurrenL and overtemperature 
protection along with reliability and well regulated dc out- 
put voltages. Providing these features conventionally 
means complex circuits and therefore inherently lower re- 
liability, 

Design Approach 

The key ingredients that make it possible to meet these 
usually conflicting requirements are power M OS FET* 
technology, a switching frequency of 105-200 kHz, and 
sine-wave power conversion. 

HP has been designing and manufacturing conventinnal 
switching-mode power supplies for many years and their 
peculiar problems are well understood. For all their virtues, 
they suffer from several notable difficulties. They are capa- 
ble of producing high levels of EMI, have complex timing 
requirements, particularly during turn -on and turn- off 
transients, and as a result are susceptible to catastrophic 
faults, and have resisted attempts to increase I heir fre- 
quency of operation beyond BO kHz. Higher operating fre- 
quencies have been a temptation forseveral years; however, 
switching transistors suitable lor operating frequencies 
beyond 50 kHz and operating voltages of 450V have not 
been readily nvriilable Yet small s\/a: ruc [LL i r-e-s 8 smir-h 
1 uglier switching frequency. 

Power MOSFETs were the needed solution. A program 
fieid-cffeci trail 




Fig. 1, HP 65000A Series Modular Power Supplies are small SOW dc supplies that have one to 
six outputs in combinations of 5, 12. 15, and 18 volts . The eight models in the series meet world- 
wide safety and EMI standards and are highly reliable. 
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was begun at HP to develop power FETs with characteris- 
tics suitable for off-line switching regulators [see article, 
page 18). However, it then became apparent that power 
switches were only part of the high-frequency problems. 
The construction of transformers that simultaneously meet 
worldwide safety requirements and have leakage induc- 
tance commensurate with standard pulse-width modula- 
tion techniques is no small matter. High-frequency opera- 
tion of transformers in a conventional pulse-width modula- 
tion mode is difficult to achieve, if a transformer is designed 
to be thermally limited (fixed temperature rise) and its 
frequency of operation is increased, the per-unit leakage 
inductance of the transformer increases approximately as 
the square root of the frequency. Leakage inductance results 
in power dissipation in snubber circuits, EMI, increased 
open -loop output impedance, and increased stress on 
power semiconductors. Clearly, if high- frequency opera- 
tion is desired some method of eliminating the undesirable 
effects of leakage inductance had to be found. 

Sine-Wave Voltage Regulation 

The power conversion and voltage regulation technique 
used in the 65000A Series eliminates many of the bad ef- 
feels of leakage inductance, 165-to-2G0-kIIz square waves 
are converted to sine waves as an integral part of the regula- 
tin] process. This voltage regulation technique can be 
explained with the circuit shown in Fig. 2. The circuit is a 
simple series resonant tank, and the voltage source E g is a 
square- wave generator, The low-pass characteristic of the 
tank circuit effectively filters the square wave and converts 
it to a sine wave. 

For the purpose of analysis consider the source to be a 
sinusoidal source whose output is equal to the magnitude of 
the fundamental component of the square wave. This ap- 
proximation allows routine ac analysis to be used and 
simplifies the mathematics considerably. R L represents the 
load connected to the output of the power supply, plus 
rectifier, switch, and magnetic losses. L and C are the 
energy storage elements of the resonant tank. 

If the frequency of the generator. f g . is equal to the reso- 
nant frequency of the tank and resistor K L is sufficiently 
large, then the output voltage across R^ is a maximum, As 
the frequency of the generator is increased the output volt- 
age falls asymptotically at 1 2 dB/ octave, as shown in Fig, 3, 
If the generator is a voltage-controlled oscillator (VCO) 
whose minimum frequency of operation is the resonant 
frequency of the tank, the output voltage developed across 
Rl is easily controlled. Rectification and filtering of this 
output voltage generates the required dc output. As the load 
current drawn from the power supply decreases, the Q of 
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Fig* 2 This simplified circuit illustrates the voltage regulation 
technique used in the 65QQQA Series Power Supplies The tank 
circuit converts the square wave to sine waves as an integral 
part of the technique. See Fig. 3. 



Frequency 

Fig, 3. Transfer function for the circuit of Fig. 2. Adjusting the 
frequency of the generator keeps the output voltage constant 
at V n under varying line voltage and load conditions. 

the resonant tank increases and the control circuit increases 
f gl thus maintaining a constant output voltage. 

Significantly, if the output is short-circuited (R[=tl) the 
output current and the current in E g are limited by 1fn i 
resonating inductor L This inherent current-limiting 
mechanism is of great value in controlling faults and in 
simplifying control circuits. 

Compared to the usual pulse- width-modulation switch- 
ing regulated power supply, this sine-wave power conver- 
sion technique requires 25-33% fewer control and drive 
components. It also provides Id- 2 (J dB less KM I than typical 
50-to-lOO-watt open-frame switching power supplies. 

Power Supply Circuit 

An implementation of this circuit for voltage regulation 
is shown in Fig. 4 + It is shown operating directly from a 
120 Vac 60-Hz power line. After conversion from GO- 1 Ez ac to 
unregulated dc, the dc output voltage is regulated by the 
method shown in Fig. 3- 

In this circuit a bridge-doubler capacitor configuration is 
used to derive a ±160Vdc supply from the ac power line. 
This voltage is unregulated and contains a significant per- 
centage of fiO-Hz and 120-IIz ripple. Power FETs Ql and Q2 
provide the square wave by switching alternately. 

The use of FETs is not arbitrary. Conventional bipolar 
transistors present very difficult problems because their 
storage time makes simultaneous conduction of Ql and Q2 
a certainty if they are driven with square waves (see Fig.4). 
Pulse- width modulators used in conventional swilching 
supplies avoid square waves by inserting a dead time. Un- 
fortunately, this use of dead time increases the complexity 
of the driver circuit. Because FETs do not have storage time, 
I hey can use a square wave and a simple drive circuit, with 
a reduced parts count and a consequent increase in 
reliability. 

In Fig. 4 t LI is the resonating inductor and serves to 
insure that the voltage applied to transformer Tl is truly 
sinusoid ah Since the voltage rate of change (dv.'dt) applied 



4 HEWL£ T T-PA.C<AflD JOURNAL AUGUST 1981 



)Copr. 1949-1998 Hewlett-Packard Co. 



120 
Vac 



r±, 



C2 



160 Vdc 




C1 



T1 



160 Vdc 




to the transformer is significantly reduced by L1 H the prob- 
lem of EMI is dramatically lessened, C\^) DC ^ serves to insure 
that no dc current is allowed to circulate in Tl. C Rt the 
resonating capacitor, appears on the secondary of trans- 
former T1. Notice that this placement of C R effectively puts 
the leakage inductance of transformer Tl in series with 
resonating inductor Ll. A price is paid, however, for this 
luiiing out of the leakage inductance, The rrns current in the 
resonating capacitor is nearly the same as the dc output 
current. This made it necessary to develop high-current 
capacitors for the 6 5000 A Series, as discussed later in this 
article. 

Rectifiers IJ1 and D2 and the oulput filter |L f and Cf) 
constitute a conventional center-tapped lull-wave rectifier 
and averaging filter Significantly, the required inductor Lf 
is smaller than an equivalent filter inductor in a pulse- 
wtdth modulator by a factor of nearly 2.5 to I. This reduc- 
tion is possible because sine waves are being filtered in- 
stead of a pulse trail i, 

The filtered output voltage V dl . Is com pared to the desired 
oulput voltage V REF , amplified and applied to a voltage- 
controlled oscillator. The oscillator is used to drive the 
power FETs and regulate the output voltage. A special 
magnetic component developed lor the oscillator allows 
the frequency of a square-wave oscillator lube controlled by 
varying the current in a winding. This control inductor was 
selected because of its simplicity, reliability, and ability to 
meet worldwide safety standards, 

Several characteristics of this power supply circuit make 
it especially attractive for use in the65G00A Series, It uses a 
simple and reliable control technique with standard linear 
circuits and without recourse to complex and un wieldly 
pulse-width circuits. It has inherent current limiting thai 
requires no additional circuitry. A short on the output rec- 
tifiers, resonating capacitors, or transformer will actually 
produce a decrease in the FET current. 

High-frequency operation can be easily achieved. The 
65000A Series operates at frequencies in excess of 200 kHz 
and is designed to meet worldwide safety specifications. 
The output choke in the output averaging filter is 2.5 times 
smaller than an equivalent choke in a pulse- width mod- 
ulated unit. KM I problems are minimized because of the 
presence of sinusoidal waveforms at all points beyond tin: 
resonaling inductor Ll. The simple control techniques re- 
sult in a lower parts count and a much improved MTBF 



Fig. 4. Simplified schematic of a 
65000A-type off-line sine- wave 
converter 



(greater than 100,000 hours MTBF demonstrated for a 
single-output unit with 395,000 unit hours of life tests). 

The disadvantage of the circuit is that it requires an extra 
magnetic component (resonating inductor Ll ) and a 
resonating capacitor C R . However, this disadvantage is 
more than compensated by the sharp reduction in size re- 
suiting from the increased frequency of operation [al- 
most 10:1). 

Voltage-Controlled Oscillator 

The novel voltage-controlled oscillator provides more 
than one ampere of drive current to the FETs using only 
eight components- It is an inductively coupled, astable mul- 
tivibrator. A simplified circuit diagram is shown in Fig, 5. 

To understand the oscillator's operation assume that 
transistor Q4 is conducting. The current I T y is equal to 
(KV r - c: - V BE )/R R and is constant. Because V BE is positive, 
transistor Q5 is held off and voltage V^rj is applied to the 
primary of transformer Tl. The voltage V L [t) is positive and 
results in an increasing current i L (t] and eventually I-ps - 
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Fig. 5. High-current voltage-controlled oscillator (VCO) pro- 
vides more than one ampere to drive the power MOSFETs, 
using only eight components, i is a variable control inductor; 
the oscillator frequency is controlled by varying the induc- 
tance of L 
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Fig. 6, Current-time relationships in the voltage-controlled 
oscillator of Fig. 5, 

iL(tJ. This results in zero base current lor Q4, which forces it 
to turn off regeneratively. Since i L (t) is still positive, transis- 
tor Q5 is turned on very hard, resulting in a sharp volt- 
age transition on transformer T2, Fig, ft shows the cur- 
rent relationship. 

The frequency of operation of this oscillator is given by 
the expression 



f r * 



4L(KV CC - V 0E ] 



Notice that because Q4 is turned oil completely before Q5is 
turned on, there is no possibility of simultaneous conduc- 
tion of transistors Q4 and Q5. As a result, this oscillator is 
capable of driving heavily capacitive loads with a very 
respectable square wave at frequencies in excess of 200 kHz. 
The frequency of the oscillator is varied by controlling the 
effective inductance L. This variable control inductor ap- 
pears schematically in Fig. 7. An especially usei'u I feature of 
the variable control inductor is that very little of the ac 
voltage generated on the primary of the inductor (the oscil- 
lator side) is reflected to the control winding, The variable 
control inductor is described in more detail on page 8, 

Power FET gates make good loads for drive circuits be- 
cause of their high impedances. In addition. FETs eliminate 
concern about storage time. As a result, a FET drive circuit 
is very simple, as shown in Fig. 8 t The resistor-diode net- 
works in the drive circuit provide a small delay between 
turn-on and turn-off of the power FETs. This helps redm v, 
switching losses. 

Simplified Power Supply Schematics 

Trie simplified schematic of Fig. 9 shows a single-output 
supply, The 32<JV peak-to-peak square wave output from 



Control Winding 




Ql and Q2 drives the series resanaal i m.uil consisting of 
inductor LI. the leakage inductance of transformer Tl and 
the reflected capacitance of capacitor Cr. The nominal fre- 
quency of the clock driving the FETs is higher than the 
circuit's resonant frequency. Regulation is by frequency 
modulation. When the control circuit slows down the clock 
and the FET switching rate, the voltage across capacitor C R 
increases and thus increases the rectified and filtered out- 
put voltage Vl, When the clock speeds up, output voltage 
VI decreases. The control circuit adjusts the frequency to 
provide 0.1% line and load regulation for VI. 

The schematic of Fig. 10 shows how multiple output 
voltages are implemented and how 120/240 Vac dual power 
lino capability is included, Fig. 10 also show r s the bias 
supply and protection circuitry 

Output voltages V2 through V5 of this multiple-output 
model are derived as shown in the lower right of the figure. 
Semircgulated outputs V2 and V'A are the rectified and 
filtered outputs from an extra secondary winding on trans- 
former Tl. Outputs V4 and Yri are powered by V2 and V3 
and provide 2% line and load regulation. The resonating 
capacitor function is now shared by two capacitors, C4 
and C5, 

Power FETs 

The power FET and the B5000A Series Power Supplies 
were developed together. When the 6 5000 A project began 
only one power FET w T as being developed commercially 
and it was low- voltage {90V), extremely expensive, and had 
both reliability and delivery (manufacturing) problems. 
The requirements for a high- voltage (450 V ] power FET 
were analyzed by HP's central research labs, and it was 
concluded that the necessary production technologies 
existed and that FETs could be competitive w p ith high- 
voltage bipolar transistors. The design and manufacture of a 
series of power FETs began at the central research labs. 

The New Jersey Division assisted by setting up HP's first 
TO-3 packaging operation, by designing and building the 
high-voltage test equipment, and by setting up reliability 
test equipment for power semiconductors. Recently the 
Microwave Semiconductor Division has picked up respon- 
sibility For design, manufacture and packaging of the power 
FETs and now has its own test and reliability evaluation 
equipment 

The design and development program for the power FET 
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Fig. 7. Simplified schematic of the variable control inductor 
Shown m Ftg r 5. 



Fig. 8. Power FET drive circuit can be very simple because 
the FETs have high impedance and no storage time problems 
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Fig. 9. Simplified schematic of a single-output 65000 A Series Power Supply 



was different from a development program for a typical 
high- voltage power transistor. The performance of a FET 
can be accurately predicted and so the extensive ex* 
peri mentation and redesign that characterize bipolar de- 
velopment programs were not necessary. Along with pre- 
dictable performance, manufactured FETs have consistent 
gains and switching speeds. Consistency and predictability 
are major advantages of FETs over bipolar power transistors 
and were crucial in tin: decision to develop a power FET just 
for switching power supplies. 

While the electrical performance was predictable, the 
i hallenge foi the research labs was to develop HP's first - 
high-voltage manufacturing process and make reliable 
FETs, A high voltage nil irig ol 410 volts is necessary fur any 
off-line power supply designed to operate from 240 Vac as 
used in Europe. A high voltage rating requires high- 
resistivity silicon, which leads to high on resistance. Since 
high on resistance is undesirable, the FET production pro- 
cess has to be precisely controlled so that every FET I 
voltage capability that ts high enough, but not too high — 
47(1 to 530 volts is the permitted range. Another problem is 
that high vol I use strong fields inside the FETs. 

These fields move any mobile ions present and thus change 
the threshold voltage and increase the drain leakage cur- 
rent, possibly causing power supply failures, Mobile ions 
can result from contamination, so the FET manufacturing 
process must be very clean lo reduce their numbei 

From the beginning of the project reliability was a major 
concern, A reliability demonstration of 500,000 hours 
required before the FETs would be used in the 6 5000 A 
vi lea Power Supplies. The time required for the demon- 
stration was compressed by a factor of aboul 2?> by testing at 
I75 ( t; instead of the 125*C maximum temperature rating. 
After considerable . Mmr by the research labs, llie FETs 
passed the 1000-hour test with just two failures in 140 



devices, With each process change by any vendor these 
tests are repeated. Samples are taken from lots and given 
similar reliability tests. In this way continuing reliability is 
assured. 

The power FETs have met the original goals. They have 
the required voltage, low on resistance, fast and consistent 
switching speeds, consistent gains, good manufacturing 
yields, and reliability. This contrasts with and is a welcome 
improvement over the performance of high- voltage bipolar 
transistors. 

Film Capacitors 

The resonant circuit regulation scheme of the 65000 A 
Series calls for a high-current film capacitor. The current In 
the capacitor is about 90% of the output current. This 
capacitor, required on the secondary of Iransformer Tilt ;,,> 
in Fig. 4), is physically large. Its operating current ap- 
proaches the wire lead current rating and exceeds most 
manufacturers' current ratings for the capacitor winding 
end connections 

There were no commercially available capacitors with 
sufficient current ratings. Hecause the capacitor in the reso- 
nant circuit has sinusoidal voltage and current waveforms, 
it was reasonable to expect that conventional low-cost film 
capacitors would be reliable, HP provided capacitor man- 
ufacturers with test circuits to demonstrate successful 
sine-wave operation at high currents. Life tests were begun 
at HP to explore the possibility that new and unexpected 
hill urc mechanisms could be introduced by the high i ni- 
rents, These tests demonstrated I hat lemperature was the 
prime concern and reliability required just careful thermal 
design. The capacitor type finally approved uses film-foil 
construction and polypropylene rlielndric. Low-loss poly- 
propylene capacitors and solid copper leads soldered di- 
rectly to the toil in the capacitors met the reliability re- 

(continued on page TO) 
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Magnetic Components for High-Frequency 
Switching Power Supplies 

by Winfried Seipel 



Designing magnetic components for operation at 200 KHz re- 
quires careful consideration of the properties of materials beyond 
any normally required at much lower frequencies. Each of the 
major magnetic components in the 65000A Series presented a 
different set of problems requiring resolution Our goals were to 
develop components small in size, design to meal the most strin- 
gent of European safety specifications, and allow for the possibil- 
ity of semiautomated manufacturing to reduce manufacturing 
costs The magnetic components of major interest are the resonat- 
ing inductor, the control reactor (variable control inductor), and 
the power transformer 

Resonating Inductor 

The resonating inductor, Fig, 1 , is an ac dev»ce that carries the 
primary circuit resonating current. It was designed using a 
printed-circuit-mountable coil form and me core was chosen to 
provide some measure of self shielding. Losses in the device are 
minimized by operating the core at a flux level appropriate for the 
ferrite material selected and by selecting a suitable litz wire* for 
the winding To determine the proper flux level the actual core 
losses for the core selected had to be determined. Published data 
is generally valid only for specific shapes. It is important to note 
that core losses are dependent not only on material properties but 
also on core geometry Tne second concern was the selection of 
the magnet wire. Litz wire is an obvious choice, However, too 
many strands of very fine wire are expensive and counterproduc- 
tive, because the percentage of the total volume that is insulation 
climbs very rapidily as the magnet wire gets finer. If a given 
volume is available for wire, that volume can very quickly become 
virtually solid insulation. However, two few strands of a heavy wire 
will experience an unacceptable increase m resistance because 
of proximity effect. Although proximity effect is a function of skin 

*Utz wire is a lype or twrsted slfandect conductor in which the individual si rands are 
insulated separately 




effect, or more precisely skin depth, the effect can be orders of 

magnitude worse. Proximity effect Is a function of skin depfb, 
conductor diameter, turns per layer, number of conductors per 
turn, and the number of layers in the coil The increase of coil 
resistance from this effect occurs because the magnetic field 
surrounding each wire m the coil cuts through every other win- m 
the coil, thereby generating eddy currents. These eddy currents 
add to and subtract from the normal circuit current to produce a 
very distorted current distribution 

One additional difficulty required consideration. The air gap in 
the core structure necessary to adjust inductance properly and 
prevent saturation causes a large fringing flux through the coil 
section adjacent to the gap. The fringing flux causes additional 
coil losses through the generation of additional eddy currents in 
the wire. 

Control Reactor 

The control reactor specifications were such that a totally differ- 
ent set of problems from that encountered wrth the resonating 
inductor had to be resolved, The device, shown in Fig. 2, is 
essentially a saturable reactor but with a considerably more 
gradual saturating characteristic than is normally associated with 
such a device, It consists of two series-connected reactor coils 
and one control coil on a pair of E-shaped cores. The control coil is 
on the center leg and a reactor coil is on each of the outer legs By 
the application of a current to the control coil, the impedance of 
the series-connected reactor coils can be varied, The initial induc- 
tance of the reactor is specified to be not less than a certain value 
given the readies of production and material tolerances. With the 
application ot a specific current to the control winding, the induc- 
tance of the reactor coils had to be of a value not greater than a 
specified amount. In addition, the signal normally fed back to the 
control coil from the reactor coils in a series-connected device 
had lo be negligible. The design of the device involved the selec- 




Fig. 1. Resonating inductor 



Fig. 2. Control reactor (variable control inductor). 
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Fig, 3. Power transformer. 

lion of an E core manufactured with a very high-permeability 
material in a size suGh that turns and operating flux density could 
be minimized. Using a high-permeability core material thereby 
minimizing reactor rums to achieve the required initial inductance, 
resulted in minimizing control current requirements. Minimizing 
control current is extremely important since the availability of this 
current is severely limited. By keeping the operating flux density in 
the outer legs of the control reactor low, the legs are ess.:: 
kept always in balance. Any flux change in one reactor leg also 
occurs in the other, thereby preventing flux from being diverted to 
the control leg In a typical hjgrvfiux reactor, one leg is in satura- 
tion while the other is in the linear region. This results in an 
ampere-turn balance between one and then the other unsatu- 
rated reactor coif and the control coil, resulting in an unwanted ac 
current in the control loop. 

An interesting and unusual problem surfaced in the develop- 
ment of this device. Because it is in the feedback path of the 
control circuit of the power supply, any changes of inductance nol 
related to changes of control signal represent a disturbance for 
which the control circuit has to compensate. In other words, any 
mechanical changes in the reactor result in inductance changes, 
which can result in an unstable circuit Not only do the core halves 
have to be securely held together, but any movement of the coils 



is also unacceptable 

Power Transformer 

The D'oblerns ed during the design of the power 

X were similar to those experienced m the de- 
velopment of the resc ctor Although the power trans- 
former does not have an air gap «n its core structure it does have 
to carry significantly higher currents rn its secondary windings 
Due to the creepage and clearance distance and insulation ihtck- 
ness built into the unit the leakage inductance is fairly high, The 
.ire with the correc g and wire gauge for 
winding the primary coil is a fairly straightforward solution to 
minimizing primary coil losses Litz wire is also used where the 
secondaries are of the higher- volt age type However, for the 
low-voitage winding at the five-voit level, litz wire is impractical, 
and copper strip is the solution. For the few turns required to 
provide the necessary secondary voltage, copper stnp is the best 
choice In the presence of high ieakage inductance, more copper 
losses than would normally be expected occur, because of eddy 
currents generated by the leakage flux passing through the sur- 
face of the strip. Copper strip ateo suffers from proximity effect but 
to a lesser degree than litz wire. The same factors as outlined for 
the resonating inductor govern the magnitude of the effect for 
strip. Considering the additional losses caused by leakage fields 
the right combination of strip width and thickness had to be 
determined. 

As in the case of the resonating inductor, core losses had to be 
determined tor the geometry used so that the proper flux level 
could be found. At 200 kHz the percentage of the total core losses 
attributable to eddy currents is significant and eddy currents are 
a function of geometry. 
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Fig. 10. Simplified schematic of a hve-output 65000 A Series Power Supply. 



quirements for these power supplies, 

Rectifiers 

The choice of 200 kHz for ihe operating frequency was no 
problem for Schottky rectifiers, but the 85000 A Series was 
expected to provide outputs of 15 volts and more, where 
Schottky rectifiers could not be used or economically jus- 
tified. The sinusoidal voltage waveform makes the reverse 
recovery characteristics less critical. Since > reverse re- 
covery time t rr of less than 200 ns is considered necessary 
for 20 -kHz power supplies, oils might expect that at 200 
kHz, rectifiers with a reverse recovery time less than 20 ns 
would be needed. Instead, at 200 kHz with sine- wave volt- 
ages the new low-cost 50- ns rectifiers are quite adequate. 
In other words, the required t rr is reduced by only a factor 
of four even though the operating frequency is ten times 
higher. Thus low-cost 50-ns rectifiers can be used instead of 
high-cost 20-ns devices. These 50-ns rectifiers are available 
at voltages up to 150V, sufficient for 48Ydc outputs. 
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pressing the project through to completion, Diilp Amin for 
his circuit design contributions, and Win Seipel for the 
design of the magnetic components. 
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Laboratory-Performance Autoranging 
Power Supplies Using Power MOSFET 
Technology 

State-oNhe art components and circuit design enable this 
new generation of laboratory and system supplies to set 
new standards for performance and flexibility. 

by Dennis W. Gyma, Paul W. Bailey, John W. Hyde, and Daniel R. Schwartz 



TWO NEW AUTORANGING dc power supplies are 
the first of a new family of precision power supplies 
based on power MOSFET technology and designed 
for a variety of laboratory- industrial, and systems applica- 
tions. Model 6024A (Fig. 1). rated at 200 watts, and Model 
601 2 A (Fig. 2), rated at 1000 watts, deliver rated power 
over a 204a-f>U-volt range, which is why they are termed 
autoranging. The 0024A will supply a maximum voltage of 
50 volts and a maximum current of 10 amperes, but is 
limited to 200 watts. The 001 2 A will supply a maximum 
voltage of GO volts and a maximum current of 50 amperes, 
but is limited to 1000 watts. The power supplies' output 
characteristics are shown in Fig. :i. 

These power supplies have a wide variety of applications 
owing to the flexibility of the autoranging characteristic. 
On the laboratory bench or in an automatic system, a single 
supply can satisfy many different biasing requirements 
This makes these supplies economically attractive for ap- 
plications with changing or conflicting requirements, sum e 
they are com parable in price to supplies that give maximum 
power at only one operating point. 

The fi 024 A and 60 12A are notable in that thev are switch- 




Fig, 1. Model 6024 A is a 200- watt autoranging dc power 
supply. It uses high-frequency switching technology to pro- 
vide expanded capability in systems and laboratory applica- 
tions. 
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Fig. 2. Model 601 2 A is a W00- 

watf autoranging dc power supply 
similar in design to the 6024 A 
shown in Fig 1 , 
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Fig. 3. Output characteristics of the 60? 2 A and 6024 A power 
supplies, The curves show maximum output voltage as a 
function of output current and vice versa. 

ing regulated power supplies that achieve laboratory per- 
formance, They feature typical energy efficiencies of 80%. a 
3-ro-l weight reduction aver comparable series regulated 
units and an order of magnitude increase in programming 
speed at light loads- Output noise and line and load regula- 
tion are at the millivolt level. In addition, both products 
meet VDE regulations for conducted and radiated elec- 
tromagnetic interference. 

Both products provide such features as overvoltage and 
overtemperature protection, ten-turn front- panel adjust- 
ments for high resolution, and two analog meters for front- 
panel voltage and current display. Provision is made at the 
rear barrier strip for remote voltage or resistance program- 
ming in both constant voltage (CV) and constant current 
(CC) operation. Programming requires to 5 volts or to 
2500 ohms for zero to full-scale output in either mode (CV 
or CC). Also present at the rear barrier strip is a current 
monitor output that provides to 5 volts for zero to full- 
scale output current. 

Switching Technology 

The basic topology used in the 6024A and 601 2 A is the 
flyback converter [see block diagram. Fig, 4], This topology 
allows ready control of how much energy is stored in the 
magnetic field of the power transformer during each clock 
cycle. The converter operates at constant frequency and 
regulation is achieved by pulse- width modulation. An 
operating frequency of 20 kH2 allows a dramatic: reduction 
in component size and weight from 60-Hz series-regulated 
technology, making the products lighter and easier to man- 



ufacture. The operating frequency is above the audible 
range but not high enough to cause power dissipation prob- 
lems with fixed losses throughout the converter section. 

The ac: i i ught in through both common-mode and 

normal-mode EMI filtering. Bias voltages are developed 
with standard bO-Hz techniques t and power is provided to 
the inverter through the inrush current limiting section. 
(Inrush limiting is achieved with thermistors in the 6024 A 
and withlimiting resistors shunted by a relay in the 6012 A). 
Following the inrush limiting circuitry is a rectifier/ filter 
section, which is configured as a voltage doubler for 100/ 
120 Vac operation and as a bridge for 220/240 Vac operation. 
An unregulated dt: bus voltage of approximately 300 volts is 
developed at the output of the rectifier/filter section. 

Power FETs Ql and Q2 are in series and are operated 
in-phase. The FETs are turned on by the pulse-width mod- 
ulator, initiating linear current buildup in the magnetizing 
inductance of power transformer Tl. Thus energy is stored 
in the magnetic field of Tl, The primary current of Tl is 
monitored through current transformer T2 and fed hack to 
the pulse-width modulator as the timing ramp, This timing 
ramp is compared to the error voltage from eilher the con- 
stant voltage or the constant current control loop, and is 
also compared to a maximum primary current limit. When 
the primary current exceeds the lowest of these error volt- 
ages, the pulse- width modulator turns off I he FETs, inter- 
rupting the primary current of transformer Tl, The voltage 
across Tl reverses polarity as a result of the collapsing 
magnetic field and forces diode D3 to conduct, transferring 
energy through the output fi Iter to the load. Error ampl ifiers 
U2 and U3 maintain either constant voltage or constant cur- 
rent operation by regulating the pulse width of the converter, 

The use of the magnetizing current of Tl as the liming 
ramp for the pulse-width modulator improves the stability 
of the control loops, It also provides a convenient method of 
setting both a static and a dynamic limit on how much 
primary current will be allowed. This translates to defining 
the maximum output boundary as well as limiting the peak 
current in each of the power switches Ql and Q2. 

Power FETs 

The use of power FETs for switches Ql and Q2 provides 
many technical benefits that translate into customer fea- 
tures. For one, the turn-on and turn-off response of the FETs 
can be made quite rapid by driver circuit design, allowing 
operation at very small pulse widths [<100 ns). which 
occur at low output power (light load). This is particularly 
advantageous in a laboratory supply where bizarre behavior 
at light loading is undesirable. 

In switching rapidly the power FETs dissipate almost an 
order of magnitude less power in switching loss than a 
bipolar transistor of similar ratings. In addition, the switch- 
ing speed can be controlled from the gate, allowing EMI and 
switching loss to be easily predicted and controlled. The 
FETs exhibit no secondary breakdown phenomenon, 
thereby eliminating the need for snubber networks and 
their power dissipation. The FETs require insignificant 
static drive power and require energy supplied to the gate 
only during switching transitions. Therefore, the drive 
circuits can be simple, efficient, and reliable. 

Another aspect of power MOSFETs is that they parallel 
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Flyback Converter 




Rg. 4. 6012AI6024A block diagram The design is a flyback converter using power metal- 

oxide-semiconductor fteid-effect transistors (MOSFETs) as switches 



with great simplicity, sharing current equally, thanks to 
two mechanisms. Static current sharing is aided by the 
positive temperature coefficient of the FETs' on resistance, 
Rf^lonU Dynamic current sharing during switching is 
provided by small but roughly equal lead inductances in 
each source lead of the circuit. Reliable paralleling contrib- 
utes substantially to the feasibility of a 1000-watt off-line 
laboratory -performance power supply. 

Control Circuits 

Si net* the converter tranfers energy on a cycle- per-cycle 
basis, power flow to the output can be halted by simply 
preventing clock pulses from reaching the pulse- width 
modulator. Circuitry that senses either insufficient bias 
voltage or dropout of the power line causes the clock pulses 
to be disabled, preventing energy transfer between the pri- 
mary and the output, Should the internal thermostats sense 
unusually high temperature on the power components, 
clock pulses are again disabled and the converter has zero 
output. Should the output voltage exceed a customer-preset 
level, the overvoltage protection circuitry disables the clock 
pulses, again cutting off the output power. 



The 6024A and 601 2A are designed to operate over a 
wide range of loads, it was a significant design challenge to 
stabilize the control loops over their output operating 
ranges and with reactive loads. State- variable feedback 
techniques were employed to guarantee stability. 

Minimum Output Operation 

One problem that arises when applying pulse- width- 
modulated switching converters to laboratory power 
supplies is I hat inherent delays in control circuits and 
power switch devices may require that a certain minimum 
output power be dissipated for proper operation. In fixed- 
output supplies, this requirement is often satisfied by add- 
ing a load resistor to the supply to dissipate the minimum 
power. The main disadvantage of this approach is that this 
power is wasted, 

In variable-output supplies, however, the problem be- 
comes much more serious since it is very difficult to dissi- 
pate the power at zero output voltage. If the required power 
is dissipated by a resistor or an electronic: load circuit at 
some low output voltage, the power dissipated at high 
output voltages becomes excessive. This is a particularly 
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Fig, 5. An auxiliary timing ramp added to the primary timing 
ramp takes effect at low output power so that very narrow, yet 
con trotted pulse widths are produced by the pulse -width 
modulator (PWM) that switches the MOSFETs on and off. This 
allows efficient operation at combinations of tow output volt- 
age and current. 

nasty problem tor autoranging supplies that experience 
large variations in output voltage. 

Therefore, it was an important goal in the 6024 A and 
6012A to employ control circuit techniques and power de- 
vices thai would allow the generation of very narrow, yet 
controlled pulse widths in the power converter, so that 
operation at combinations of low output voltage and cur- 
rent could be obtained with no output bleed, 

The method employed to control the on time of the power 
FETs is to turn on the pulse-width modulator at the begin- 
ning of every clock cycle and turn it off when a timing ramp 
exceeds a control voltage. The timing ramp is a voltage 
signal that is proportional to the converter primary current, 
and the control voltage is the error voltage from the con- 
trol loops. 

Any delay [T T ) from the time when the timing ramp ex- 
ceeds the control voltage to when the power switch turns off 
causes the primary current to increase beyond the desired 
value and transfer more energy to the output than required. 



For moderate and high output power, the control loops 
sense this condition and react by lowering the control volt- 
age until the required on time is achieved. However, for low 
output power, this correction cannot occur, since the on 
time cannot be less than the value of the delay [Tj J. 

Tin' fh" I ay consists of contributions from the comparator 
used to compare the ramp with the control voltage, the 
pulse-width modulator circuits, the power switch driver 
circuity, and the turn-off delay of the [lower switch itself. 
This delay is minimized hv using high- speed comparators, 
pulse-width modulator logic, and driver circuits. In addi- 
tion, the use of power MOSFETs rather than bipolar transis- 
tors significantly reduces the turn-off delay of the power 
switch. These steps reduce the effect of the delay, hut do not 
eliminate it. 

To make it possible to control the on time even when it is 
very small or zero, an auxiliary ramp is derived from the 
clock circuit and added to the primary current timing ramp. 
Two key features of this auxiliary ramp are that it starts at 
least T} earlier than the time the clock turns on the pulse- 
width modulator, and that its amplitude is limited to a low 
value to restrict its operation to small on limes [see Fig, 5). 

For large on times, the auxiliary ramp does not signifi- 
cantly affect circuit operation. However, for very small on 
times, the pulse timing is determined entirely by the aux- 
iliary ramp. For very low values of control voltage, the 
auxiliary ramp can exceed the control voltage and si art the 
turn-nil process before the clock turns on the pulse-width 
modulator, In this way, the pulse-width modulator can 
produce very narrow pulses in the power converter and 
eliminate the need for a minimum output bleed. 

Down programmer 

The 6024 A and 6012A are expected lobe used as stimulus 
sources in many automatic test and industrial processes. 
Throughput is quite important in most of these applica- 
tions. Accordingly, particular attention was given to the 
programming speed of these supplies. 

The problem of rapidly decreasing the output voltage is 
accentuated by the fact I hat these are laboratory switching 
supplies. To meet the fairly stringent output noise specifi- 
cations requires a great deal of filtering, resulting in a large 
capacitance across the output terminals, up to 10,000 ju.F in 
the 601 -^ A, 1o change the capacitor voltage rapidly implies 
a considerable amount of available charging and discharg- 
ing current, The charging current for up-programming is 
quite naturally available from the power mesh itself. How- 
ever, other than the external load, which is unpredictable, 
there is no inherently available source of appreciable dis- 
charge current for downprogramming. Special circuitry 
had to he employed to mfiet the programming speed objec- 
tives. 

To achieve rapid downprogramming. a power transistor 
actively discharges the output capacitor. The discharge 
current is made a function of output voltage to take full 
advantage of the transistor's safe operating area and to en- 
sure protection from secondary breakdown. The circuit 
pulls increasingly more current at lower output voltages, 
giving the downprog rammer circuit an overall negative 
resistance characteristic (see Fig. 6)* This circuit implemen- 
tation achieves faster downprogramming than a constant- 
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current or resistive load would, and results in the unusual 
down programming response characteristic shown in Fig. 
7. In normal operation ihe down programmer circuit is dis- 
abled, so the negative resistance characteristic is not in- 
cluded in the feedback loop. 

Systems Interface 

Option 002 provides a convenient means for systems 
Integration of either the (5024 A or the 601 2 A by means ol a 
37-pin rear connector (see Fig. 8). 

Six digital output lines that represent power supply 
status are optically is< rial • »d lor connection to the customer's 
data inputs. The lines indicate constant voltage operation, 
constant current operation, power supply unregulated, 
overvoltage protection circuit tripped, overtemperatiire 
condition, and ac power dropout, Three digital input lines 
are also optically isolated. These trip the overvoltage cir- 
cuit, clear the overvoltage circuitry, and provide for remote 
shutdown. +5, +15, and -15-volt bias supplies referenced 
to the power supply's bias circuit common are also pro- 
vided. These bias supplies are particularly useful if the user 
wants to maintain electrical isolation between the power 
supply output and a controller. They can be used to power 
external circuitry such as D-to-A converters that must be 
referred to the power supply output. 

Amplifiers are also provided to allow for current pro- 
gramming of the constant voltage and constant current 
channels, and for voltage and resistance programming of 
both channels. Monitor outputs provide 0-5 volts for zero to 
full-scale output voltage and output current. 

By using the B940B or 6H42A Multiprogrammer and 
standard cards along with Option 082, systems integration 
of the 6CJ24A and 6Q12A can lie aa omplished in minimal 
time. This can be a very attractive solution where the mul- 
tiprogmninier (an I/O extender) is already necessary to au- 
tomate an industrial process. Another advantage of this 
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Fig. 6. A downprogrammer with 
this negative resistance charac- 
teristic makes it possible to de- 
crease the output voltage rapidly 

tn automatic test and industrial 
process control applications. 



approach for large systems is that it allows control of 
multiple power supplies through a single IO port of 
the controller. 
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SPECIFICATIONS 

HP 65000 A Series SOW Power Supplies 
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VI 
V2 

6&612A V3 
V4 
V5 
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-5 10 | 12 

c 10 12 
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1.0 
1.0 

0.3 to 1.0 
3 To 1.0 
3 10 1.0 


4.0 
0-7 

06 
3{§ - 
03 @ - 

1 @ 


12 
12 
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264 • 1 27 » 43 
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*V1 <s the Main Outpui, V2 and V3 are semi-regulated extra outputs 

V4, VS. and V6 are adfustabie over the range given 

INPUT VOLTAGE: &7-127Vac/174-25QVac, 47-53 Hz 
TEMPERATURE OPERATING: 0-50 3 C convection cooled 

0-70'C ton cooled 
STORAGE: 20 to B5C 

CARRYOVER TIME: 25 ms minimum at 115 or 230Vac 
10 ms minimum at 104 or 20BVac 
EFFICIENCY: 70 to 76% typical 

REMOTE SHUTDOWN: LaJthtng shutdown via TTL pulse 
REMOTE SENSE; VI only, - 5% range. 
OUTPUT DRIFT; 25% maximum fi hrs after 1-hour warmup 
OVERTEMPERATURE: S0_5'C automalic shutdown 

SAFETY RECOGNITIONS: UL47B UL1I4. CSA 22.2 143 and CSA 22,2/154 
SAFETY DESIGN TO: VDE 0730 2P and JEC346 
EMI: VDE 0871 Ctass B with eternal cover and filter 
OVERCURHENT PROTECTION: AN outputs protected. vi and V4-V6 thermally protected, 

V2-V3 (used. 
OVEHVOLTAGE PROTECTION: VI and V4 V6 automatic shutdown. V2V3 voltage 

damped 
OTHER OUTPUT SPECIFICATIONS (WORST OF ALL MO DELS J 



OulpuT 




REGULATION 


PARD 


TEMP COEF 


Lt.h ■- 


Load % 


Cross % mV p-p 


Max VC 


VI 

V2. V3 
V4-V6 


01 
5.0 
20 


0,1 
12 
20 


150 
7 200 
200 


.02 
.10 
10 



PRICES IN U.S.A.: 
Single Oulpul 
SingJe - 2 Outputs 
Triple - 2 Outputs 
Quadruple * 2 Outputs 



Unit 1000 qty. 
$135 S154 
5240 $190 
5255 S201 
S265 3209 



HP Model 6024A Power Supply - 200W 

DC OUTPUT: Voltage and current outpui can be adjusted ove* Ihe range indicated by 

using front- panel controls analog programming, of op! tonal system interface, 

VOLTAGE: 0-60 V CURRENT 0-1 DA 

Maximum available output power (rom 20V to 60V <s indicated in Fig. 3 on page 12 
LOAD EFFECT: (Load Regulation): 

VOLTAGE 0.01% + 3 mV CURRENT: 0.01% - 3 mA 

SOURCE EFFECT: 

VOLTAGE. 0,01% 4- 2mV CURRENT 0.01% * 2 mA 

PARC (Ripple and Noise) rm&'p-p. 20 Hit to 20 MM/ 

VOLTAGE: 3 mV:'30 mV CURRENT 5 mA rms 

TEMPERATURE COEFFICIENT: A. C after 30-mmule warm up 

VOLTAGE 01% * 1 mV CURRENT 03% * 1 mV 



DRIFT: iStsbtityl change in outpui over an 8-hour interval 
VOLTAGE: 0.033* * 3 mV CURRENT: 003% - 

REMOTE CONTROL (ANALOG PROGRAMMING): 
Resistance necessary lor fui-scato outpui of: 



CURRENT 2500ft 
ACCURACY Z4% r 1 mA 



-3£ 250GH 
ACCURACY 8% - 1 mV 
Votage necessary tor tuft-scaie outpui of: 

VOLTAGE 5 worts CURRENT 5 volts 

ACCURACY 9^ ♦ 1 mA 
PROGRAMMING RESPONSE TIME: Maximum time tor outpui vottaoje H> change from 
QV to 6GV or aOV to 2V aftd settle w*thm 60 « 

UP- Fufl Load (1811) 200 ms DOWN FuU Load nBH) 300 ms 

No Load 200 ms No Load 6O0 ms 

OVER VOLTAGE PROTECTION: Trip voitage adjuStatile from 2 10 64 volts. 
AMPLIFIED CURRENT MONITOR: 0-5V monitor output for Q-IOA output 
EMI SPECIFICATIONS: Meets VDE 0571 6 78 Level A 
SAFETY SPECIFICATIONS: Complies with IEC 34S. VDE 04n CSA 5566. CSA C22 2 

#f>1975 
TEMPERATURE: OPERATING: to 55X 

STORAGE -40 to -75 C 
AC INPUT: 104-i27Vac 45-63 Hz, 5.3A rms maximum, 
WEIGHT; Net 5 4 Kg (12 to) Shipping 7 3 kg ii6 loi 
SYSTEM INTERFACE OPTION; Same as system interface option for 60 T2A except voltage 

accuracy is 3% - 7 mV and current accuracy iS 1% * 2 mA 
PRICES IN U.S.A.: 
6024 A Power Supofy. S975. 



Option 002: 
Option 100 
Option 220 
Option 240 



System Interface. £300 

87-i 06 Vac. 45-53 Hz, NJ/C. (Output 

191-233Vac. 45-53 Hi. N'C. 

Z0B-250Vac. 45-63 Hi. N'C. 



to 50V, 150W.) 



HP Model 601 2 A Power Supply - 1000W 



DC OUTPUT: Voltage and current output can be adjusted over the range indicated Oy 

using front-panel controls, analog programming, or optional system interface. 

VOLTAGE: 0-60 V CURRENT 0-50 A 

Maximum available output power from 20V to 50V is indicated In Fig, 3 on page 12 
LOAD EFFECT: (Load Regulation) 

VOLTAGE: 0.01% * 5 mV CURRENT 0,01% - S mA 

SOURCE EFFECT: 

VOLTAGE: 0.01% 4 3 mV CURRENT 01% +■ 5 mA 

PARD (Ripple and Noise? rmsvp-p 20 Hz to 20 MHz: 

VOLTAGE: 5 mV 50 mV CURRENT 25 mA rms 

TEMPERATURE COEFFICIENT: &flC after 30- minute warmup: 

VOLTAGE: 01% * 2 mV CURRENT: 0.01% + 3 mA 

DRIFT: (Stability) change m outpui over an 8-hour interval. 

VOLTAGE. 0.03% 4 5 mV CURRENT 0.03% - 5 mA 

REMOTE CONTROL (ANALOG PROGRAMMING}: 

Resistance necessary (or full scale output d 
VOLTAGE 2 500 J i CURRENT. 2500H 

ACCURACY 1% + 3 mV ACCURACY 2 5% + 10 mA 

Voltage necessary tor lull-scale output ol: 



VOLTAGE 5 volts 
ACCURACY 0.3% - 3mV 



CURRENT 5 voJls 

ACCURACY 1% ■ 10 mA 



PROGRAMMING RESPONSE TIME: Maximum time tor output voltage to change from 
0V to 60V or 60V to 2V and settle within 200 mV, 

UP; Full Load (3.41 J) 120 ms DOWN: Full Load (3 r 4li) 400 ms 

Nn Load 120 ms No Load 1.2 s 

OVER VOLTAGE PROTECTION: Tnp vollage adjustable from 2 to 60 votts 
AMPLIFIED CURRENT MONITOR: 5V monitor output for 0-50A output 
EMI SPECIFICATIONS; Meets VDE 0B7t;6,7S Level A 
SAFETY SPECIFIC ATJONS: Complies wrth IEC 348 f VDE 041 1, CSA 555B, CSA C22 2 

#Q-T975 
TEMPERATURE: OPERATING to 50 C 

STORAGE -40 to -75^ 
AC INPUT: 104~l27Vac 48-63 Hz. 24 A rms maximum 
WEIGHT: Net 15 kg (331b). Shipping 16 kg (35 Ibi 

SYSTEM INTERFACE OPTION REMOTE CONTROL (ANALOG PROGRAMMING): 
Sink current necessary (or full scate ot: 
VOLTAGE, 2 mA CURRENT: 2 mA 

ACCURACY: 0.4% + 9 mV ACCURACY: 1 1% - 1 5 mA 

ISOLATION: Status and control Nrws, 600Vdc max from equipment ground, from the 
power supp(y output Or from ea.cn QlNiF 
PRICES IN U.S.A.: 
501 2 A Power Supply. $1550, 
OpHon 002: System Interlace. $300 

Option 100: 90-l05Vat. 48^63 H* r N,C (Output derated to 50V, 750W i 
Option 220; 191-233 Vac, 48-63 Hz. N C 
Option 240: 208-250 Vac, 45-63 Hz. N/C 
MANUFACTURrNG DIVISION: NEW JERSEY DIVISION 
Green Pond Road 
Rochaway. New Jersey 07866 U.S.A. 
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The Vertical Power MOSFET for High-Speed 
Power Control 

A vertical semiconductor device structure provides a power 
MOSFET that can switch high currents and voltages very 
rapidly. This makes it useful for power supplies, pulse 
drivers, and switching amplifiers. 

by Karl H. Tiefert, Dah Wen Tsang, Robert L. Myers, and Victor Li 



POWER AND FREQUENCY are natural electronic 
enemies. In a variety of detailed technical ways, as 
well as in fund a mental ones, the speed of operation 
of a device is limited by its operating power level. As new 
technology is developed . old speed and/or power barriers 
are overcome and new limits are established, as described 
qualitatively in Fig. 1. 

A new component development leading to a major shift 
in power-frequency performance is the vertical power 
MOSFET (meial-oxide-scmi conductor field-effect transis- 
tor]. In this device, the best features of earlier technologies 
and innovative device design are combined with state-of- 
the-art MOS wafer fabrication techniques to achieve per- 
formance that in some applications can be an order of mag- 
nitude better than thai previously attainable. 

Semiconductor Power Switches 

Designers and manufacturers of power conversion and 
control equipment are constantly seeking a more efficient 
switch. This is because the efficiency of controlling or 
converting electrical power using modern pulse modula- 
tion techniques as illustrated in Fig. 2 is directly related to 
the efficiency of the switch. A source of dc power (usually 
rectified ac line voltage) is modulated by the switch 








Power Bipolar 
Transistor 



10 



10* 



10 J 



10 d 



Power Handling (Walts) 



Fig. 1 . Speed versus powef for venous power semiconductor 
devices. Technology advances are generally upward to the 
right 



to regulate the amount of power supplied to the load, Out- 
put voltage is sensed at the load by the control circuit which 
in turn feeds a control signal back to the pulse modulator. 
The pulse modulator controls the amount of power deliv- 
ered to the load by varying the swatch's duty cycle by either 
pulse- width or repetition- rate modulation, An energy 
analysis of this system provides a definition of an ideal 
switch against which devices can be measured. To have 
zero power consumption, an ideal switch has zero resis- 
tance in the on state and zero current leakage in the off state, 
and makes the transition between these states in zero lime. 
The ideal switch also requires zero drive power and is 
capable of unlimited repetition rates. The latter feature al- 
lows reduction of magnetic and filter component sizes. As 
switch characteristics approach ideal values, power control 
and conversion equipment can be made more efficient, 
smaller, and usually less expensive. 

Until recently, conventional solutions to the problem of 
providing industry with an ideal switch (or at least a practi- 
cal one) have been realized in the form of thyristors, bipolar 
transistors, and planar field-effect transistors. Each of these 
devices has advantages and limitations. 

The [hyristor [SCR. triad etc.) is a bistable solid-state 
device that blocks the flow of current until turned on by a 

Driver and 
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Fig. 2. A block diagram of a haste power controller using an 
ideal switching element. 
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Fig, 3, Simplified cross section of a planar MOSFET Current 
flows laterally from the drain under the gate to the source 

small control signal. Once turned on. the thyristor remains 
on until the supply voltage is removed or reversed in polar- 
ity. While these devices are able to control large amounts of 
power (up to hundreds of kiln watts), they are usually 
limited to switching frequencies of only a few kilohertz. 
The speed limitation and inability to be turned off by a 
control signal severely limits their general application 
to direct control of power to a load from the ac power line. 
Common applications are motor speed controllers and 
light dimmers, 

The workhorse of the power control industry has been the 
bipolar power transistor. This ubiquitous device has been 
used for almost every conceivable power control applica- 
tion from servo controls to switched-mode amplifiers. The 
bipolar power transistor functions in the same way as its 
small-signal counterpart, but is physically larger to enable 




Fig. 4. The HP Mode! HPWR-650USeries Power MOSFETs 

are mounted in TO-3 packages as shown. Units are 100% 
tested before shipment. 



Power MOSFET Performance 
Useful for Many Applications 

erfical power MOSFET combines the circuit advantages o* 
the surface packing density of vertical device 
efficient and eonve' I of high c 

and voltages Because of its exceptional switching spee 
majority carrier device, it can be operated at far higher switching 
an any of the alternative devices at equivalent power 
levels ations that can benefit fromt^ ■ at per- 

formance are; 

■ Switching power supplies. The fast switching speed of the 
power MOSFET reduces switching tosses in switching power 
supplies by reducing the penod erf time during which significant 
voltage and current occur simultaneously at the device termi- 
nals. This speed allows higher repetition rates that can be used 
to reduce the size of transformers and titter elements, thereby 
reducing size, weight and cost of associated power supply 
circuitry. The simplified drive requirement (capacitance as 
compared to base charge storage in the bipolar transistor, for 
example) results in simpler, less expensive drive circuits. 
Majority -carrier operation avoids negative reststance tempera- 
ture coefficients and hence avoids thermal runaway, secon- 
dary breakdown, and other deleterious effects, while allowing 
devices to be paralleled without concern. These uncompli- 
cated modes of operation lead to rugged performance See the 
two articles on MOSFET switching power supplies in this issue 
for further details (pages 3 and 11). 

• Pulse drivers. The power MOSFET pulse response is excellent 
Transition speeds are in the nanosecond range for kilowatt 
power levels, and the absence of storage detays and other 
minority-carrier effects offers both pulse fidelity and device 
ruggedness Straightforward input and output impedance 
makes pulse-circuit matching a relatively easy task, 

■ Switching amplifiers Switching amplifiers provide analog gam 
by conversion of an input signal amplitude to pulse-width mod- 
ulation, amplification of this pulse by an efficient switch, and 
subsequent demodulation to retrieve the analog amplitude. 
Class D amplifiers operate rn this mode, Tins application can 
use most of the power switching features of the power MOS- 
FET Here, switching efficiency contributes directly to all the 
normal amplifier performance characteristics — gam, linearity, 
low distortion, power efficiency, and power-handling capability 
versus temperature Switching speed and repetition rate, in 
particular, contribute directly to available bandwidth: hence 
power MOSFETs can offer a major extension of performance. 

• Linear (analog] power amplifiers, For amplification and power, 
the usual figures of merit are gain-bandwidth product, power- 
frequency-squared product, low distortion, and dynamic 
range The basic frequency capabilities of the power MOSFET 
and its square-law transfer behavior should enhance all of the 
high-frequency power parameters mentioned 

Specific information is available in Hewlett-Packard's applica- 
tion note AN-977 and application bulletins AB-32. 33. 34, and 35. 



it to handle power levels up to several hundred watts. The 
bipolar power transistor is a current amplifying device with 
low d<; power gain. A continuous base current is required to 
maintain this device In the on state, This base drive power is 
lost and detracts from the bipolar transistor's efficiency as a 
switch. Although it is ca pa bin of s witching at a much higher 
rate than the thyristor. time delays associated with switch- 
ing loss h iid tlic injection and removal of base char ge limits 
practical switching nil«s tu less than 20 kHz. The bipolar 
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Fig. 5, Simplified cross section of a vertical power MOSFET. 

The drain is located on the bottom and the source on top. 
Current flows upward under the gate and then outward to the 
source regions. 



power transistor also suffers from other disadvantages, 
such as potential thermal instability and secondary break- 
down fa condition of destructive thermal runaway resulting 
from the simultaneous presence of high currents and high 
electric field), that restricts its ability to control power to a 
reactive load. 

A third alternative is the planar MOSFET. This device 
comes very close to meeting two of the ideal switch's 
characteristics, As a voltage-controlled current device, an 
almost neglible amount of power is required to control the 
switching action of the MOSFET. Also, lacking the time 
delays inherent in a bipolar junction device, the planar 
MOSFET can easily be operated at frequencies up to hun- 
dreds of megahertz. The operation of the planar MOSFET is 
shown in Fig. 3. The flow of current through the channel is 
controlled by an electric field that is generated by a voltage 
applied to the gale terminal* Since the gate is electrically 
insulated from the rest of the device , no dc current can flow 
to the gate and only a small amount of power is consumed in 
charging and discharging the gate capacitance during 
switching, Unfortunately, the current lo he controlled is 
conducted laterally through a relatively long channel. This 
causes a significant voltage drop to appear between the 
drain and source terminals. The result is a high on resis- 
tance of 10 to 100 ohms, a large departure from our ideal 
switch, This high on resistance causes an appreciable 



power dissipation in the channel, thus limiting the use of 
the planar MOSFET as a switch to applications handling 
power of one watt or less. 

Vertical Power MOSFET 

Up to now. users of power semiconductors were faced 
with selecting either pow T er or speed: take your choice. The 
thyristor. while able to handle kilowatts of power, is gener- 
ally limited to line-frequency control of ac power. The pla- 
nar MOSFET is amazingly fast, but can only control about 
one watt of power. As a compromise, the bipolar power 
transistor offers a moderate power capability at inter- 
mediate switching speeds, 

Now\ however, a new technology called vertical DMOS 
(double-diffused MOS) has combined bipolar power and 
MOSFET speed into one device. This device, the HP .Model 
HPWR-6501-Series Power MOSFET (Fig, 4), has made the 
design of low-cost, reliable, and efficient power supplies 
possible (see article on page 3), Its basic operation is illus- 
trated in Fig, 5, In contrast to the surface conduction path in 
the planar MOSFET, current flows vertically through the 
vertical DMOS device. This allows drain current to be col- 
lected from the device substrate, removes the need to allow 
for drain contact area on the surface of the device, and in 
effect doubles the active gate area on the chip. Such in- 
creases in packing density directly reduce the cost and 
improve the performance of the device, Like the planar 
MOSFET. the flow of drain current is controlled by a volt- 
age applied to the gate terminal. A positive gate voltage 
causes a conductive channel to be induced in the p-type* 
material immediately under the gate oxide layer, This 
channel allows a controlled amount of current to be con- 
ducted from the drain to the source terminal, A vertical 
power MOSFET actually consists of thousands of these 
basic cells connected in parallel on a single chip of silicon. 

How It Works 

A simplified cross-section drawing illustrating some of 
the principal elements of a Hewlett-Packard power MOS- 
FET is shown in Fig, a, The gated channels are to the left; 
the edge of the device is to the right. In the active region, an 
n-channel DMOS structure is used. The channel is defined 
by two consecutive thermal diffusion processes rather than 

*Ed»tor's Nule Throughout ihis discussion teterence is made Id various impuniy (doping} 
concentrations toy using the ■nrrsigr.gt'ons p-, p, p* , r - , n, and n+ Acceptor impurities ate 
■-■-: fey p and donor imounitas by n Ligrstv doped I concentrations less man 10 1J 
aterastenP) regions are indicated cy the minus sign and heavify doped [coneenirat-o-ii 
greater Iban I0 1 * atoms/cm 3 ) areas by She positive sign 
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Fig. 6. Cross section of the HP 
vertical power MOSFET showing 
the guard -ring structure on the 
right. This structure distributes the 
electric fieids at and near the top 
surface to maintain a high voltage 
breakdown capability, 
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by photolithography. thereb} 7 producing a very well con- 
trolled and very narrow channel length. The diffused chan- 
nel has a graded impurity (doping) concentration that pre- 
vents punch through voltage breakdown when a large 
drain-to-source voltage is applied. The short channel 
length reduces transit time and gives the DMOS device the 
high speed necessary for a fast switch. A hill surface metal- 
lization contacts both the n^ source region and the p-well 
on the top surface. Poly crystalline silicon is used for the 
gate electrode, which is insulated from the source metal by 
a sandwich structure of pyrogenic silicon dioxide, silicon 
nitride, and pyrolytic silicon dioxide layers and contacted 
at various places by the gate connection metal. The drain 
region is an n- epitaxial (epi) layeT grown on an n-t- sub- 
strate. The substrate is contacted on the bottom surface by 
backside metal to form the ohmic contact. Current in the 
device flows laterally through the channel region and then 
vertically down through the epi layer. 

Because of the presence of high electric fields near and at 
the surface, the periphery of the device must be protected 
against premature breakdown. This is done in the HP power 
MOSFET by adding specially designed guard rings as 
shown in Fig. 6. These guard rings function as voltage 
dividers to distribute the high voltage- winch would other- 
wise appear only across the main pn junction, This reduces 
the maximum field strength at the surface and at the dif- 
fused cylindrical pa junctions. 

Since conduction is by majority carriers in these devices, 
charge storage delay is insignificant cum pared to that for 
bipolar transistors. Under normal operating temperatures, 
current crowding and local hot spots do not occur because 
the thermal coefficient of resistivity is positive, Thus, the 
secondary breakdown phenomenon encountered in bipolar 
transistors is eliminated. 

The vertical DMOS FET greatly improves the device 
packing density per unit area which results in other advan- 
tages such as high-current handling capability and high 
transconductance, Sonn* typical electrical characteristics 
for an HP device packaged in a TO-3 package are given in 
the specifications on page 23. The maximum current rating 
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Fig, 7* Cross-section of a single celt of the vertical power 
MOSFET showing electron flow and parasitic elements 



is determined to a large extent by packaging limitations and 
not by the device. 

Principles of Operation 

the name MOSFET suggests, the flow of current is 
controlled by an electric field. To illustrate this. let us look 
at Fig. 7 which is an enlargement of a single cell of the 
device structure shown in Fig. 6. Notice that, with the 
vertical arrangement, a polys ilicon gate has two channel 
regions. The width of the polys ilicon gate and the as- 
sociated spacing between the two p wells are chosen to 
maximize packing density and minimize resistance, This is 
very different from the lateral arrangement, which not only 
uses up one side of the gate for a drain contact, but also 
requires a wider polysilicon gate to withstand the full 
drain-to-source voltage. Besides these savings in device 
active area, the large topside surface area, which otherwise 
would be wasted on a drain bonding pad and drain metal 
interconnections, can now be used to create more channels 
when the drain terminal is moved to the bottom of the chip. 
The result is a very efficient design that, compared to a 
lateral structure with the same device area, more than dou- 
bles the transconductance and current handling capability 
while reducing the epitaxial-layer resistance by nearly half. 

The formation of a conductive channel and electron flow 
is shown on the left-hand side of Fig. 7 while schematic 
circuit elements are indicated on the right. For normal 
operation, the drain-to-source voltage is positive. This 
places the pn drain-source diode in reverse bias, allowing 
only a minute reverse leakage current. However, if a con- 
ductive channel is created along the silicon surface beneath 
the gate oxide, a large current can flow in the direction 
indicated. 

When the drain-to-source voltage is negative, the drain 
pn junction is forward biased through the p diffusion and 
the source contact. In this condition drain- to-source current 
\$ simply that of the large diode junction and is unaffected 
by the gate. This feature is used to limit negative voltage 
excursions in some applications. 

In normal operation a conductive channel can be created 
if the proper gate bias is applied. A negative gate bias 
attracts positive charges toward the silicon surface, For^ero 
or negative gate bias, we encounter two pn junctions as we 
travel from source to drain under the gate. If a positive 
drain-to-source bias is applied, both of these junctions will 
be reverse biased, no current can flow, and the device is off. 

If. on the other hand T a positive gate bias is applied. 
negative charges will gather under the gate. From source to 
drain, we see a continuous concentration of free electrons 
which forms a conduit for charge flow. The pn junctions 
that acted as barriers under a negative gate bias no longer 
exist because the p region under the gate is now turned into 
a thin n-type layer. The application of a drain-to-source 
field (or voltage) causes drain-tc-source current and the 
device is on. 

The amount of current depends on the gate potential 
applied and the extent to which electrons are attracted 
toward the surface. When the drain-to-source potential is 
small, the gate electrode has the predominant influence in 
the channel region LindtM iu:eH li it, current is linear with 
applied drain-to-source voltage and the larger the gate pa- 
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tentlaL the lower the channel resistance will be. In MOS- 
FET terminology, this mode of operation is termed the 
ki linear region/' The interplay of the various potentials and 
the net current that results are summarized in the following 
equation: 



l DS 



= w/w r 

Lt^L 



Vds(Vgs " v Gs(th)) - 



[Vus) 3 



where W is the channel width, L is the channel length 
between drain and source, ^t is the surface electron mobil- 
ity, € is the dielectric constant of the semiconductor mate- 
rial P and t ox is the gate oxide thickness. Vjjgj arid Vq$ are 
drain and gate voltages respectively, both referenced to the 
source. The quantity V cs (th), (termed the threshold volt- 
age, a complex quantity encompassing the substrate dop- 
ing, the nature of the oxide, and the semiconductor oxide 
interface) provides a measure of the gate potential required 
to cause sufficient electrons to be attracted to the surface for 
current conduction. This quantity can be tailored to suit the 
designer's or user's need. 

This seemingly complex expression is quite straightfor- 
ward to derive. The key is to account for the number of 
electrons attracted to the p-well surface by the effective gate 
potential while treating the gate-oxide-channel system as a 
capacitor, Then the conductivity of the channel can be 
estimated. The charge flow resulting from a drain-to-source 
bias follows familiar textbook approaches used to calculate 
the conduction current inside a semiconductor. 

As the drain-to-source potential is increased for a fixed 
gate voltage, the region in the channel close to the metallur- 
gical pn junction will see increasingly less and less gate 
bias compared to the n+ source end. Eventually, a drain- 
to-source voltage is reached, which we label as V sa|1 when 
the gate bias no longer attracts any electrons to the surface 
and a region devoid of both electrons and holes appears at 
the drain end of the channel. From this point any addi- 
tional drain-to-source bias will appear across this high- 
resi stance depletion layer rather than across the ohmic 
channel. The channel current therefore becomes fixed by 
the maximum voltage V saE and ceases to rise with drain- 
to- source bias, and the saturation mode of operation is 
reached. The maximum channel current for a particular 
gate voltage in this mode is given by 
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(V sat f , where V sat - V GS - V GS lth) 



The characteristic square-law dependence of drain-to- 
source current and the gate bias voltage is a prominent 
feature of this mode of operation, 

Thus, there are three main regions of MOSFET operation: 
off t linear [or ohmic) region, and the saturation region. 
Notice that the terms linear and saturation refer to quite 
different physical phenomena from similar terms used for a 
bipolar device. The conventional circuit model and small- 
signal equivalent circuit for a MOSFET apply to the vertical 
power MOSFET to a large extent. These are given in Kig. ft 
with some modifications. 
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How It Is Made 

The double-diffused MCLS {DM OS) process (Fig. fi) lor 
vertical power MOSFETs uses a polysilicon gate technol- 
ogy combined with ion implantation and diffusion 
techniques that provide self-alignment of the gate areas, 
This process provides very high gate packing density 
which together with the large area of the devices results in 
low drain-to-source resistance (Rds)- 

The devices are built on highly doped, low- resistivity 
n-type wafer substrates. The first process step is the deposi- 
tion of a lightly doped epitaxial silicon layer. The thickness 
and doping level of this layer are determined by the desired 
breakdown voltage of the devices. This epitaxial deposition 
is followed by the growth of a silicon dioxide (SiOa| layer 
that is photomasked and chemically etched to define the 
device areas and the guard ring structures. 

After a thorough cleaning step the gate oxide is grown, 
followed immediately by the low-pressure chemical vapor 
deposition (LPCVD) of a polycrystalline silicon layer. Using 
photomasking and plasma etching techniques the gate lines 
are defined, Together with the photoresist, they are used in 
the next step to mask against the boron ion implant. The 
implantation of boron and the subsequent drive-in diffu- 
sion establish the p-well areas and the guard rings. 

The next masking operation removes all SiOs from the 
devices except over the guard rings and portions of the 
areas where the source contacts are to be made, The follow- 
ing phosphorous source deposition and diffusion serve two 
purposes: to dope the polysilicon gate lines for better elec- 
trical conduction, and to create the n+ source areas, 

The entire device area is then passivated with silicon 
nitride (SbN*). To allow chemical etching of the ShN-i layer 
an SiOi mask layer deposited by LPCVD Is required. Using 
this mask the contact openings are etched into the StaN4 and 
underlying SiOa layers. An aluminum-silicon [A3 -Si) layer 
is deposited on the top surface of the wafer and then photo- 
masked and etched such that all source contacts are con- 
nected via two metal plates and the contact areas of the gate 
lines are connected by means of interconnecting metal 
stripes. After low-temperature LPCVD of (he SiOi scratch- 
protection layer, the last photomasking and etching step 
defines the bonding pad areas. The titanium -silver (Ti-Ag) 
metallization on the back of the wafer is then applied using 
planar magnetron sputter deposition. 

After 100% dc testing, the wafers are sawed into indi- 
vidual chips. These are die-attached, wire-bonded and 
hermetically sealed intoTO-3 packages to make up the final 
product. After process completion all finished devices are 
1GU% tested before shipment and samples of each produc- 
tion run are subjected to a special reliability test program. 

Positive and negative gate bias stressing at 200 *C verifies 
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the stability of the V GS (th) characteristics under high- 
temperature reverse bias (HTRB) testing at 80% BV DSS 
[breakdown drain -to-source voltage with source shorted to 
gate). Stressing at 175°C checks for possible changes in l oss 
and VQs(th). These tests are very sensitive in detecting 
possible mobile-ion contamination. 

The reliability of the solder die-attach is monitored by 
power cycling devices between 30*0 and 130"C while 
monitoring possible changes in thermal impedance, 
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MOSFET Fabrication Requires 
Special Care 



The high gate density and the large area of a vertical power 
MOSFET cause the fabrication yield to be sensiiive to contamina- 
tion and processing problems similar to those in MOS LSI man- 
ufacturing. The key problems that can prevent the production 
of high-quality products with adequate yields are: 
f. Sodium contamination (Na + ) 

2. Particle coniamination 

3. Process step irregularities, and 

4. Photomask ing delects. 

To eliminate these problems requires manufacturing in an 
ultra-clean semiconductor facility (Fig. 1). 

To avoid Na + contamination, all chemicals used during the 
manufacturing process have especially low Na + content and the 
process procedures are designed and executed to keep Na + 
contamination levels as low as possible. This is necessary be- 
cause the gate threshold voltage V^in) is extremely sensitive to 
any sodium contamination that reaches the gate region. One 
grain of table salt (NaCi), for instance, contains enough sodium (il 
evenly distributed) to contaminate devices on more than 250,000 
three-inch-diameter wafers to the point where V GS (tri) shifts 
greater than 1 ,0V occur. 

To assure long-term device reliability, especially the stability of 
the threshold voltage, the devices are passivated with a silicon 
nitride layer, an excellent barrier against Na" contamination. 

To eliminate particle contamination all wafer handling is per- 



formed under clean, lamrnar air flow conditions. To maintain the 
necessary low particle density (less than 350 part(des/m 3 ) all 
fabrication area personnel conform with a strict dress code that 
requires that hair, hands, clothing and shoes be covered with 
clean, panicle-free protective clothing (Fig. 1). 

To address the problems of process irregularities extensive 
use is made of computer-controlled equipment. A master com- 
puter with a series of terminals allows constant access to all 
process specifications. This system, called PCS (Process Control 
System), was developed uy Hewlett-Packard Laboratories. 1 PCS 
is also used for tracking lots and providing yield and run history 
information All high-temperature processes, such as diffusion 
and low-pressure chemical vapor deposition (LPCVD), are car- 
ried out in computer -control led furnaces (Pig. 1c), This control 
covers not only temperature, gas flows, and push-and-pull rates, 
but also the proper sequence of individual process steps. Photo- 
masking defects are minimized by the use of high-quality photo- 
restst, solvents and masks in an especially low-particle-count 
environment. The photomasking is also done with a computer- 
controHed system that dispenses and spins on photoresist, 
softbakes, develops, rinses, and hardbakes wafers automatically. 
A projection: mask aligner for alignment and exposure of the 
various layer patterns is an integral part of ihis system 
Reference 

1 O. Clare. "A Process Control Network " HewieiN Packard Journal, June 198' 




Fig. 1 . (a) Planar magnetron system used for mete/ deposition (b) One of the wafer etching and 
cleaning benches, (c) Loading wafers into low-pressure chemicai-vapor-deposition (LPCVD) 

system. 
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Power Line Disturbances and Their Effect 
on Computer Design and Performance 

Noise induced on the ac powef line by machinery, lightning, 
and even appliances can be deterimental to computer 
performance. By becoming familiar with the nature of the 
noise and its causes, the designer and user can take steps 
to minimize the effect on computers. 

by Arthur W, Duel! and W. Vincent Roland 



ONE OF THE EARLIEST and continuing problems 
with computer systems is ac power line distur- 
bances on customer premises. The computer manu- 
facturer is becoming increasingly concerned about the at: 
line transient and grounding environment that a com- 
puter system is subjected to at a customer site, Design- 
ing for immunity to power disturbances becomes pro- 
hibitively expensive if all of the conceivable power con- 
figurations and electrical noise sources are considered. 
For example, a forty- year- old house converted to office 
suites will probably not have third -wire grounding be- 
cause that type of wiring was not required when the house 
was built. This particular situation is a problem because 
adequate grounding within and for a computer system is an 
integral part of the system design and must be considered 
for any computer installation. 

If ac power line disturbances are not considered in the 
basic design or as part of the customer installation, the 
effects of a power anomaly may appear in many forms. The 
equipment may cease to operate, errors may occur in nor- 
mal processing cycles or be introduced into data files and 
programs! or hardware damage may occur. A 10- 
millisecond power failure affects a period of time during 
which 10 t 000 computer operations may be performed. 

The resolution of problems caused by ac power distur- 
bances requires characterization of the ac power source and 
determination of the computer system's sensitivity to such 
anomalies. The effect of any possible solution on the man- 
ufacturer and the customer must be evaluated. If the man- 
ufacturer incorporates devices to protect the computer 
against all of the possible ac disturbances the initial cost of 
the computer increases significantly. A dilemma arises if. to 
keep purchase costs low, this Is not done, In the purchase of 
any computer system, the cost of ownership must also be 
considered. The customer wants and should expect 
maximum use with a minimum of maintenance and 
downtime. If the computer is unable to handle power anom- 
alies, the downtime and maintenance can become excessive 
and the cost of ownership increases dramatically. 

Therefore, some compromise is required to minimize the 
overall cost to the customer. The customer should help by 
improving the environment for the computer system instal- 
lation. The manufacturer should correctly and economi- 
cally specify the environment required and educate the 



customer about this specification in addition to incorporat- 
ing economical design features that improve the computer 
system's resistance to ac power line disturbances. 

Characterization of Power Sources 

Improving the immunity of a computer system to electri- 
cal noise requires ad equate characterization of the ac power 
source. The terms frequently used to describe power line 
anomalies are discussed in the box on page 27. The noise 
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Fig. 1 . The grounding within a building can consist of both (a) 
smgte -point {used for lighting, motors, and appliances} and 

(b) multipoint (used for computer systems) ground bus sys- 
tems. 
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I >i ! sent on an ac line can be generated by conditions unique 
to the customer's environment and by variations typically 
found on any power line supplied by a public utility, Wir- 
ing codes developed by regulatory agencies to insure the 
safety of the user are often in conflict with line configura- 
tions designed for noise reduction 

Computer manufacturers and users cannot influence or 
change these fads significantly. Tu place those conditions 
in proper perspective, computer systems and other sensi- 
tive control loads represent less than 0.01% of the total 
utility load. Consequently, it is understandable that a utility 
will not try to prevent power disturbances affecting com- 
puters. Wiring codes are also generated with respecl to the 
general consumer. Generally wire sizes and grounding 
specifications are based on electrical loads associated with 
major appliances and heavy electrical machinery, and do 
not take into consideration the low impedances that sn 
required when computer systems are switching at milli- 
second speeds. 

Factors describing the quality of an ac power line are 
nominal line voltage, service voltage, utilization voltage, 
statistical distribution of transients generated by the utility 
and the customers, and regulatory body specifications, In 
the U.S.A. there are national standards developed by 
American National Standards Institute (ANSI], and these 
specifications are typically used by U.S. utilities to permit 
better networking and interchange of power. 

Nominal line voltage is the level close to the average 
value expected during normal operation- This value, mea^ 
sured at the ouliet, varies with geographic location. 

The most important parameter that the utility must 
adhere to is the service voltage— the voltage supplied to the 
customer's meter, In the San Francisco Bay area it is 114 
volts minimum to 126 volts maximum, For three-phase- 
wye distribution, it is 197 volts minimum to 218 volts 
max i mum . Genera 1 1 y speakin g , t he three-p h ase line voltage 
will be lower than the nominal 20 H volts, but the power 
company is still within specifications as long as the line 
voltage does not go below the minimum service voltage. 
The utilization voltage {at the wall outlet) is 110 volts 
minimum to 125 volts maximum. For three-p has e-wj^e dis- 
tribution, it is 191 volts minimum to 216 volts maximum. 
Herein lies a difficulty. The building owner is responsible 
for all internal wiring within the building from the meter to 
the wall outlet. Therefore, if there is a problem with the 
voltage, it is of little value to a user to have the power 
company measure voltage at the wall outlet because they 
have no control over the internal wiling of a building. 

To compound the problem, there are some studies being 
made by U.S. utilities to change generating voltages to 
conserve energv. The federal government is strongly 
suggesting to the utilities that there be a conservation volt- 
age reduction, This is a systematic lowering of distribution 
voltages to reduce energy consumption by customers. The 
minimum service voltage would remain the same but the 
maximum would be lowered, Suggested ranges would be 
either 114 to 118 volts or 114 to 120 volts, \V hen thegenerat- 
ing margin narrows, the utilities are forced to do more load 
switching. The result is more transients, 

It is impossible to quantize transients caused by utilities 
switching loads during peak demand hours, or bv breaker 



action during some fault condition. A model can be de- 
veloped, but it is a function of such parameters as line 
impedance, circuit breaker size, fault current, and other 
w r idely varying factors, Obviously, the computer installer 
and customer should be fully aware of possible problems 
w r hen the computer system is installed near a utility substa- 
tion or swiUhynril. 

Customer Site Characteristics 

Noise on the power line can be generated in many differ- 
ent ways at the computer user's site. Electric clock systems 
signal-modulate the power distribution within a facility 
once an hour to update all electric clocks, Flicker (momen- 
tary voltage dip due to the starting of a large appliance) can 
occur typically 10 times per hour and the duration can be 
from 160 to 670 ms. The maximum amplitude of a transient 
is directly proportional to the velocity with which a contact 
opens, and is independent of power consumption. A 
400-hp motor [with large slow- moving contacts] produces 
transients with one-tenth the amplitude of those produced 
by an electric clock motor. Fluorescent light switching can 
cause an extended transient of 2-MHz, nfiUV oscillations 
lasting for 20 jjls. Power characteristics of an installation 
change with time even though good site preparation is done 
initially. Vending or copy machines can be added inadvei 
tently to circuits and grounding that were initially wired 
exclusively for computer systems. 

The most common customer problems associated with ac 
power are nonisolated grounds and improper conductor 
sizes, These occur even when the grounding and wiring are 
done according to code. 

Two calegories of ground systems must be considered; 

1 . Safety (dc conduction) — the electrical power grounding 
system which includes all ac power, distribution and 
utility service power used for lighting, equipment 
power, et cetera. 

2. EMI (RF conduction) — signal circuit grounding which 
includes all electronic and electrical control circuits 
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Fig. 2. Voltage differences between the logic grounds of 

interconnected computer units can exist if ground imped- 
ances and power needs differ between any two units. 
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Definitions: ac Power Anomalies 



Power ftne disturbances may be classified mto sevens 
(see 

Voltage variation. 1 T he supplied voltage deviates f * 
scnbed input range input below the range is a sag above is a 
surge Sags can be caused by deti berate utility cutbacks (brown- 
: .ver consumption, by customer loads for which 
the utility cannot compensate, or by an excessive inrush siartmg 
currenno powered- up equipment. Surges originate from utility Nne 
cttons or sudden changes m power demand (removal of 
heavry loads) which cannot be corrected >nstantaneously 

Line-to-Line or Line-to-Neutral Voltage 
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Fig* 1 . Graph of the ac fine voltage under (a) normal, sag, 
surge, and powerfatl conditions, (b) normal and abnormal 
frequency conditions, and (c) with common-mode and 
normal- mode transients 

Frequency variation: The frequency of the power line voltage 
deviates from the prescribed Input range Sudden changes in 
load to the utility, switching of power between utility companies, or 
generator ma If unction can cause such variations. 
Poweri ail: Total removal of the input voltage to the computer for at 
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Fig. 2. Characteristics of transient noise on an ac power line 

least 5 ms, Switching of power by utilities, eiiher for the purpose of 
redistributing loads or correcting short circuits, will produce 
power failures from a few cycles to several seconds Power 
equipment faifure can result in outages of minutes to hours, 
Transient; A disturbance of less than 5 ms duration The 
amplitude, rise time, duration, resultant oscillation (if any) and 
repetition rate (see Rg. 2) determine the effect on the computer s 
operation We can classify transients into three types, distinguish- 
ing them by their sources 

Transients from nearby sources (within 50 feet of the computer) 
have very fast rise times (nanoseconds) rich in high-frequency 
content The power cord becomes a transmission line, and the 
propagation of the transient is influenced by distance, conduit, 
adjacent conductors (into which these transients may be 
coupled), flatness of the cord against the floor and socket con- 
nections. Because of high-frequency coupling between the con- 
ductors in the cord, these transients are usually common-mode 
by the time they reach the computer. Sources of this type of 
transient are anything with mechanical breaker contacts, such as 
coffee pots, electric typewriters, and clock motors. 

Transients produced by distant sources will have slower rise 
times (microseconds) and longer durations than the first type. 
They are generated by any electrical device that produces 
enough transient energy to propagate through the devices 
circuit breaker and distribution panel baGk to the circuit breaker 
feeding the computer. Elevator motors, industrial machinery 
(either on the premises or a block away), and air conditioners are 
possible sources, These transients are normal-mode or 
common-mode. 

Other tran sients with rise times similar to those of distant-source 
transients and with a common-mode structure can be produced 
by utility distribution faults and resuttanl arcing, or by lightning, 
direct or induced, on the utility power pole. 



associate!] with a computer system. 
In the first category, all neutral and ground linn distribu- 
are wind on separate buses and connected together at 
the main power transformer entrance to the building, mak- 
ing a single-point ground. 1 In the second category, the 
t^mund from the electronic equipment is connected to the 
nearest steel structural beam to makti a multipoint ground 
(see Fig. I| from a facility viewpoint. 

Because computer systems typically use earth ground as 
a reference within each cabinet and the entire system is 



connected to the facility earth ground, if is very important 
t H^it the computer system be connected to an EMI ground- 
ing system, Fig, 2 shows the system power and interface 
cable hookups and points where common-mode noise 
ivollij^e between both lines and ground) can exist. The net 
voltage difference between any two points on tin* ground 
network usually will be small (1 to 3 volts). However, the 
current through certain network paths can be on the order of 
J tn 5 amperes to ith occasional currents of I ft to 15 amp 
Tor typical building wiring, electricians use water pipes 
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and conduit as ground For safety and minimal shock 
hazard, this is legal from an electrical code viewpoint. For 
EMI suppression it is inadequate because lighting loads, 
vending machines, and other types of office equipment are 
connected to the same grounding system. Another common 
contributor to stray ground currents within a facility is the 
connection of the ac neutral line to earth ground inside the 
branch panel. Then the ground network becomes a part of 
theac return line to the main building service entrance. The 
line current will divide between the neutral line and the 
ground return network in inverse proportion to the imped- 
ance of the two paths* 

Because instantaneous power surges are required by a 
computer system during turn-on and normal operation, 
wire sizes must be large enough to keep the voltage from 
sagging. For example, during computer turn-on t switching 
power supplies can require currents peaking at 150A and 
decaying exponentially to2QA in less than 30 ms. If the wire 
size is inadequate, the input voltage can sag below the 
required input voltage tolerance of the computer for a 
period of 100 ms. causing the power-control circuitry to 
detect a powerfail, thus shutting the system off. Wire sizes 
specified by typical code requirements are usually at least 
one size smaller than required for computers. Such code 
requirements make it difficult for the computer manufac- 
turer to convince the customer and electrician that larger 
wire sizes must be used if the computer system is to operate 
satisfactorily. 

Computer System Sensitivity 

Circuits used in a modern computer system tire extremely 
fast and more vulnerable to noise than circuits used a few 
years ago. Because there is the same high-frequency sen- 
sitivity in a peripheral as in the mainframe, the same design 
parameters are used to immunize the total system from 
outside disturbances, For software, data integrity is pro- 
tected from power line transients by using various error 
correction codes [ECC) in the transmittal of data between 
parts of a system, and "disc retrys" are used on disc drives 
when errors occur. Therefore, power line noise can be 
masked by using software error-correction techniques, 

To achieve less susceptibility to power line noise, larger 
systems (costing more than $200,000] often use motor- 
generator sets for the power sources. These sets are pur- 
chased as part of the system, and can provide a near-pert cct 
power source. Small computers containing the same type of 
internal circuitry are subjected to the same types of power 
disturbances as the larger computer systems* but instead 
use ac input filter design or components such as metal- 
oxide-varistors (MOV) to improve noise immunity. 

Impact on Customer and Manufacturer 

Making positive determination that a computer installa- 
tion problem is caused by power line disturbances can be 
very difficult, The occurrence may be random, and the 
effects on the system may be different depending on the 
state of the electronics at the precise time of the disturbance. 
Symptoms of such problems overlap with those that may be 
caused by intermittent electrical connections, electrostatic 
discharge [ESD] either directly to the computer or indi- 
rectly via other objects in the immediate vicinity, or even 



software program bugs, if intermittent ac disturbances are 
suspected, isolating them may require expensive monitor- 
ing equipment that is installed for a period long enough to 
detect the next occurrence. 

The time required to analyze and repair an ac line distur- 
bance problem can be several times the hours required for 
analysis and repair of other service problems, During the 
process of diagnosis machine time is lost and the service 
engineer may have to visit a site several times before proper 
remedies can be made. In the case of ac power transients, 
which can be random and are unpredictable, direct correla- 
tion of cause and effect is extremely difficult to obtain. 

Detection of a Noise Problem On-Site 

The service engineer's objective is lo prevenl power tine 
disturbances from reaching the computer by discerning 
their characteristics, and then either remove the source or 
isolate the computer from the source. A comprehensive set 
of site preparat ion guiclelin es is sent to the customer prior to 
delivery of a computer system, [f the guidelines are fol- 
lowed, the likelihood of power line disturbance problems is 
minimized. The service engineer may participate in site 
preparation with the customer. Whether during a site prep- 
aration or installation, or in troubleshooting an installed 
system, a service engineer may proceed through the follow- 
ing steps; 

Look outside the customer's site. Check for major indus- 
tries in the area that consume large amounts of electric- 
ity. Their operation can cause voltage variations or tran- 
sients to be propagated to other users sharing the same 
output of the utility company's substation transformer. 
Look within the customer's site for heavy electrical 
equipment. A transient source within the site may affect 



Noise Removed 
from ac Line 



G N L 



Noise Coupled 
to CPU 




Noise Coupled 
to 1.0 Cable 



Noise Coupled 
to Chassis 



Fig. 3. Atl units in a computer system must be isolated from 
the ac power line. Otherwise, an unisolated unit, the printer 
shown here, can couple noise to an isolated unit, the CPU 
here, via the HO interconnections. 
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the computer installation more severely than a distant 
source because nearby transients, especially fast-rise-time 
pulses, do not dissipate significantly in the short dis- 
tance before they reach the computer. 
Note local weather conditions. Electrical storms may 
cause transients by direct lightning hits on utiln 
or induced coupling through nearby earth strikes. Besides 
the transients, the utility company's hardware is some- 
times affected, causing voltage variations or powerfails. 
Check the wiring from the building's utility power con- 
nection to the outlets in the computer room. Feedback 
from HP's systems specialists in the field indicates that 
improper site wiring is often the major cause of power 
line disturbance problems. With the help of an electri- 
cian who is aware of local codes, check the building's 
electrical layout, and look for load distributions that 
overload any circuits, or branch circuits that allow other 
electrical devices to use the same circuit breaker as the 
computer. Distribution and breaker panels must have 
solid electrical connections, and breakers and wire 
capacities must equal or exceed the computer's demand. 
Check equipment layout at the computer installation. All 



devices must be plugged into their own wall outlets. 
Extension cords with multiple outlet boxes must not be 
used. If possible, avoid extension cords altogether. Check 
especially for grounding of all devices by having the 
electrician confirm that the ground wire- is continuous 
back to the building's service entrance, A computer sys- 
tem can pollute its own power if these procedures are not 
observed. 

Up to this point all checks have been visual. If no answers 
are obvious, measurement equipment is required. Tools for 
analyzing ac power become progressively more compli- 
cated a nd ex pensi ve as t he problem beco mes more d ifficu 1 1 , 
First, wall outlets can be checked for proper polarity of the 
- and ground, and for existence of ground by a 
receptacle- circuit tester. At the same time, a ground loop 
impedance tester fGLIT) can be used to test the integrity 
between the neutral line and ground. However t it only 
checks impedance at the line frequency, not at high fre- 
quency or RF. 

When intermittents occur, the cost of the tool goes up 
significantly and requires the user to have some skill and 
training in its operation. Such a tool is a power line monitor 



Table I 
Features of ac Line Protection Devices 



Device 



Description 



Voltage Variation 
Protection 



Shielded isolation A transformer with In put 'output ratio 



transformer 



Tap-switching 
line conditioner 



Ferroresonant 
line conditioner 



isolated, electro- can be manually 

statically shielded selected by jump- 

primary nnd sec- ering windings, 
ondary windings* 

A shielded isola- Good. For a broad 



tion transformer 
regulating out- 
put voltage by 

automatically 
switching addi- 
tional secondary 
windings in or out, 

A shielded isola- 
tion transformer 
using a saturated 
core to damp 
voltage to a set- 
level, and recon- 
structing the ac 
sine u 
the secondary. 



Frequency 
Variation 
Protection 

None 



Nontf 



input range f r -40% 
tolerance), the 
output is kept 
within a —15% 
range. 



Good, For a broad None, and will it- 
input raoge I .--30% self malfunction 
tolerance] the out- if frequency varies 
put is kept within by more than a 
a —2% range. few Hz. 



Powerfail 
Protection 

None 



NOBG 



Low, Energy stor- 
age in the core 
may help if the 
duration is less 
than one cycle. 



Normal-Mode 
Transient 
Protection 

Low. Transformer 
windings may 
limit bandwidth, 
but pulses get 
through. 

Low to medium. 
Additional filter- 
ing may be pro- 
vided by filter 
capacitors. 



High. Saturated 
core clamps all 
pulses. 120 dB 
NMR specifica- 
tions are avail- 
able. 



Common-Mode 
Transient 
Protection 

High, 120 dB CMK 
specifications are 

available. 



High. 120 dBCMR 
specifications are 
available, 



High, 120 dBCMR 
specification- are 
available. 



Uninterruptible 
power source 
(UPS) 



Either a motor- 
generator set, 
with a diesel 
engine backup, 
or a solid-state 
inverter powered 
by dc from stor- 
age batteries* 



High. Alternate High. Alternate Very good. Dura- 
power source cuts power source cuts Hon protection is 



in if ac line is 
insufficient. 



in it ac line is 
insufficient 



Total isolation. Total isolation. 



lion of en- 
gine fuel reserve 
or battery capacity. 
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which can be left at a customer site tor several days and will 
measure and record voltage surges, sags, frequency varia- 
tion, power fails, and transients. Measurements are logged 
on a printout with their times of occurrence. 

Tli rough out the measurement process, the service en- 
gineer notes the nature of I he disturbance and checks it 
against factory-supplied specifications for the computer. 

After these checks are completed, a solution is likely to be 
evident. It may be one of two types: 1 ) the problem source is 
identified and can be removed, or 2 J the source cannot be 
removed or cannot be identified, but the nature of the dis- 
1 .11 iinnu: has been characterized and a device to isolate the 
computer can be specified. 

Isolation Devices 

Isolation devices are available with a variety of features to 
match the needs of the problem site. Manufacturers offer 
product lines with varying degrees of protection and power 
handling capabilities. A qualitative summary of features is 
given in Table II. 

Isolation devices must be installed with full knowledge 
of their capabilities in mind. Large computer sites set up 
through subcontractors place no burden of installation 
(olher than financial) on the customer. Customers doing 
their own installation* however, must work with the service 
engineer to fulfill the prerequisites before successful opera- 
tion can happen. Isolation transformers and line condition- 
ers, in particular, are not panaceas that are merely 1 1 rn j ii ■ ■ ! 
and connected between the computer and the wall outlet. 
These devices have their own input and output specifica- 
tions that must be met. or else a new set of problems will 
emerge to replace the old ones. All devices in the computer 
system should be isolated. Otherwise, as shown in Fig. 3, an 
unprotected system component can receive a transient on 
its ac input and couple the noise to its chassis, Then the 
noise is coupled to an I/O cable leading to the chassis of the 
' 'protected 1 ' component. 



I/O Cables^ 
Computer Componenls v 



Standard ac 
Power Cords 



TV 

? 9 




High-Voltage^ 
Factory Low-lnductance^x, 
Mains Coupling Capacitors 



m is 






Output for 

Monitoring 

Devices at Load 






Line Impedance 
Stabilization Network 



Coupling 
Box 



Fig. 4, Equipment sensitivity to transients can be evaluated 
by injecting pulses onto the power iines using the simplified 
test arrangement shown above 



Factory Action to Minimize Susceptibility 

The key factor in effective factory design and testing for 
ac disturbance immunity is realistic simulation. Underde- 
sign will result in dissatisfied customers and high warranty 
costs, while overdesign may inflate the manufacturing cost 
(and thus selling price) with no perceived increase in per- 
formance. Objective data on the nature of disturbances is 
scarce. HP's test procedures have been developed based 
upon published data ~ and feedback from service en- 
gineers. Test specifications at HP's Business Computer 
Group fall into four categories: 

i Input voltage test Using a variable transformer, the de- 
vice is tested over a prescribed tolerance about a pre- 
scribed design center, or nominal value. Most of the 
computers have nominal input values of 100. 120, 220, 
and 240 volts ac rms. The tolerance about each of these 
values is +5%. -10%, 
i Input frequency test. A so] id -state power amplifier 
whose output tracks the frequency of a variable oscillator 
supplies power to the tested device. Computer equip- 
ment electronics generally has little difficulty In meeting 
a specification of 47.5 to 66 Hz. Devices with ac syn- 
chronous motors, or terminals with a fixed CRT sweep 
rate, will experience problems if the frequency varies 
more than 1 Hz from the design center. 
Powerfail test. The computer is tested for reactions to 
momentary removals of power, for test repeatability, 
semiconductor devices in series with the ac line are used 
to interrupt the power under control of an electronic 
timing generator, Durations of less than one cycle (20ms] 
should have no effect on operation of the product. Greater 
durations may initiate an automatic shutdown proce- 
dure. An absolute rule is that no data be lost, In the case of 
computer semiconductor memory, batteries provide 
backup power for at least 15 minutes. Flying- head disc 
units retract their heads before shutting down. 

Real -world powerfails can be of any duration, and the 
power supply hardware must be able to respond properly 
to restoration of power at any time during its pow r er- 
down sequence, Otherwise, the supplies and their con- 
trol logic may hang in a shutdown state, requiring a 
second removal of power (for a longer duration) to clear 
the condition. Further, a powerfail event may occur in 
the midst of a low-line-voltage condition near the bottom 
of the specified operating range. This combination must 
not affect recovery performance, 
i Line transient tests — Pulse generators are used to inject 
energy into theac line input, A test arrangement is shown 
in Fig. 4. More than for any other power disturbance test, 
the choice of specifications for this test is difficult to 
substantiate. Although the numeric parameters used by 
IIP are proprietary, the general test procedure is: 
L Apply the following types of transients: high 

common-mode, slow- rise- time normal-mode, and 
slow-rise-time common-mode 

2. Apply pulses of positive and negative polarity, and 

pulse liming relative to the phase of the ac wave. 

3. Gradually increase amplitude of the applied pulse 
until a failure occurs, or the test specification limit is 
met. 

4. During the test, the system runs programs that exten- 
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/T7 Floor 



.Shielded ac Power Filter 
and Power Supply Area 



Logic Ground 







Low-Pass Impedance 
Connection 



(b) 



/// 



Finer 



Fig. 5, Two grounding ap- 
proaches can be used to increase 

immunity to fine transients, (a) 
Common safety and logic 
grounds. Transient energy is un- 
iformly distributed throughout the 
chassis so that no noise potentials 
exist between the internal circuits, 
id} Isolated safety and logic 
grounds. Transient energy is 
tightly coupled to the chassis, but 
the internal circuits are isolated 
with respect to the chassis by a 
low-pass fift 



sively exercise the hardware and report errors the 

moment they occur. 
A similar procedure is used in the evaluation of isolation 
devices or shielded at; power cords and I/O cables. In ail 
cases of factory testing once the operating limit of the 
system is found, measurements are logged lor reference in 
case consultation with the field is necessary. 

Future Trends 

Computer manufacturers must prepare themselves for 
two evolving challenges from ac power line disturbances. 
First, commercial power from the utility companies is 
going tu bfcnfiu: less stable and reliable than at present 
This is not by design of the utilities, but a consequent 
rising customer demand that outpaces the growth of the 
utilities* capability. As the unused powei margin of the 
utilities dwindles, rotating blackouts and brownouts may 
be used, and power will be borrowed from other regions. 
Second, the shrinking prices of computer technology will 
g it within the realm of users who cannot afford, and do 
not care to undersl trical site preparation for their 

computers. The tendency of designers to achieve tower cost 
by lowering ac power performance expectations and as- 
sociated hardware costs must be resisted. In fact, an increas- 
ing percentage of new project investment must be addressed 
to this issue, future computer system designs must also 
consider the increasing susceptibility of internal compo- 
nents tn transients because of their higher operating fre- 
quencies, The use oi undedicated wall outlet power, which 
implies sharing power with other office appliances, must be 
( onsidered because of the increasing portability of comput- 
us! peripherals. 



One approach to achieving transient immunity requires 
meticulous care in the design ol trout -end filters for each 
component in the system. If the filters are to be effective, the 
grounding and ground reference within a cabinet must be 
free of electrical noise so that the filters will have a low- 
impedance plane tot discharging unwanted transients. 
Fundamental to the design of computer systems is the 
elimination of ground loops between peripherals and the 
computer. The present use ol single-point grounding (iso- 
lated ground) for the total system is a brute force method. 
Product designers can choose from two alternative ground- 
ing approaches to maximize Immunity tq line transients. 
Tlie first approach bonds chassis and logic grounds to- 
gether ,1 1 many physif al points. Any transient signals enter, 
ing the system are thus coupled to both grounds simultane- 
ously. The product's entire contents momentarily rise in 
potential relative to its surroundings (see Pig. 5a), although 
within the product no noise potentials will exist. When 
such products are connected via I/O cables, problems may 
result. Unequal coupling of transient energy to the cabinets 
can create a potential across the logic grounds of the cable 
transceivers which may cause Incorrect data transmission, 

The second approach requires total separation of the 
cabinet safety ground rind lo^ic ground excepl For one con- 
nection through a low-pass filter (Fig, 5b). All incoming 
transients are coupled to the chassis frame by the input 
filters as before, but they do not couple to logic ground 
[except by radiation). Circuits therefore remain quiet wilh 
respect to Other devices that ma\ be connected by cables, 
although the chassis frame may momentarily have a poten- 
tial Double-shielded cables may be necessary, with the 
outer shield connected to each chassis and the inner shield 
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connected to logic ground. This technique requires that all 
devices in the system follow the same scheme. 
Other system design techniques are: 
High-frequency power distribution to I/O devices- 
Hewlett-Packard has implemented this design in the HP 
1000 L-Series Computers, A 25-kHz single-phase power 
distribution system is transmitted to various remote com- 
ponents of the total computer system. The high-frequency 
ac power is converted to dc power at the remote device to 
reduce ground noise coupling between the central 
processing unit (CPU) and sensitive I/O devices. 
Optical isolators at each end of a wire cable to reduce or 
eliminate common- mode noise between system compo- 
nents. Thus, the signal returns are returned to the source 
of the signal instead of being connected with the ground 
at the receiving end. Optical interfaces can pass dc as 
well as pulse-type signals (this technique is used to con- 
nect terminals to the HP 250 computers). Fiber optic 
cables can be used instead of w T ires to form a wholly 
optical interface betw T een system components. 
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